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Preface 


This  paper  investigates  some  aspects  of  an  exciting 
new  laser  application  in  ocular  surgery — the  opening  of 
ocular  opacities  with  the  use  of  high  power  density  laser 
pulses.  The  procedure  could  prevent  thousands  of  post¬ 
cataract  patients  annually  from  undergoing  risky  surgery. 
The  obvious  direct  benefits  to  other  people  served  as  the 
prime  motivating  factor  in  my  choosing  this  topic. 

This  thesis  could  not  have  been  completed  without  the 
help  and  support  of  many  people. 

I  would  like  to  extend  a  special  thanks  to  Professor 
Leno  S.  Pedrotti,  my  thesis  advisor,  for  his  guidance  and 
sincere  personal  interest. 

I  would  also  like  to  thank  Ron  Gabriel,  George  Gergal, 
and  Russel  Murray  for  their  technical  advice  and  assistance 
in  the  hardware  construction. 

Thanks  must  also  be  extended  to  Dr.  Richard  Keates, 
Jill  McCune,  and  the  rest  of  the  staff  at  the  Ohio  State 
University  Eye  Clinic;  and  also  to  Roy  McCord  and  Paul  Goth 
of  American  Hospital  Supply  Corp.  for  their  backing  and 
technical  advice. 
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Abstract 

A  Q-switched  Nd-YAG  laser  system  with  a  27ns  pulse- 

width  and  focused  spotsize  diameter  in  air  of  4.4ym  is  used 

in  a  series  of  experiments  related  to  opening  ocular 

opacifications.  The  maximum  pulse  energy  is  10.89mJ 

12  2 

yielding  a  peak  focused  intensity  of  2.65x10  W/cm  . 

Results  of  experiments  designed  to  simulate  opening  an 
opacified  posterior  capsule  after  cataract  surgery  and 
glass  lOL  implantation  indicate  an  occurrence  of  lOL 
shatter  only  when  the  lOL  is  in  contact  with  the  capsule. 

Additional  experiments  on  the  optical  breakdown 
characteristics  of  several  fluids  indicate  balanced  salt 
solution  most  closely  models  the  breakdown  characteristics 
of  human  vitreous. 

A  theoretical  feasibility  analysis  of  using  the  laser 
system  to  rupture  vitreous  strands  concludes  that  only 
rupturing  strands  no  farther  than  4-6mm  from  the  posterior 
capsule  in  an  undilated  eye  can  be  safely  attempted. 

Finally,  a  general  theoretical  analysis  on  the  effects 
of  altering  beam  parameters — wavelength,  pulsewidth, 
spotsize — reveals  possible  benefits  of  utilizing  short 
wavelength  (down  to  SOOnm) /short  pulsewidth  systems 
(picosecond) . 


I .  Introduction 


Laser  use  in  ophthalmology  represents  the  earliest 
attempt  at  incorporating  the  laser  in  the  field  of  medi¬ 
cine.  A  wide  range  of  applications  in  eye  surgery  have 
been  adopted  utilizing  the  unique  properties  and  capabil¬ 
ities  of  the  laser.  This  thesis  discusses  and  investigates 

a  profoundly  new  application  of  the  laser  in  ocular  surgery 

/ 

investigate  the  use  of  high  peak 
power «  nanosecond  laser  pulses  focused  in  the  posterior 
chamber  of  the  eye  to  rupture  opacified  posterior  lens 
capsule  tissue  or  vitreous  strands  through  the  creation  of 
a  spark  plasma  and  associated  shock  wave.  The  author 
discusses  current  theories  on  the  formation  of  the  shock 
wave  and  its  relation  to  laser  beam  parameters  along  with 
laboratory  experiments  designed  to  create  and  study  shock 
waves  and  their  effects  in  pig  and  human  eyes.  The  experi¬ 
mental  procedure  will  utilize  a  Q-switched  Nd-YAG  laser 
interfaced  with  an  ophthalmic  slitlamp  to  simulate  the 
actual  conditions  under  which  the  physician  would  perform 
the  operation.  The  research  will  make  no  attempt,  due  to 
time  and  equipment  limitations,  to  experimentally  investi¬ 
gate  the  use  of  different  laser  wavelengths  or  pulse 
durations,  nor  will  an  attempt  be  made  to  design  and  build 
a  complete  surgical  prototype  to  be  used  on  human  subjects. 


The  purpose  of  the  experiment  falls  into  two  specific 
areas.  First,  because  the  posterior  capsulotomy  normally 
follows  artificial  intraocular  lens  (lOL)  inqplant  surgery, 
evaluating  the  effects  of  the  laser  pulses  on  implants  of 
different  materials  and  styles  is  crucial.  Second,  devel¬ 
oping  the  ability  to  precisely  focus  the  beam  within  the 
eye  is  necessary  to  reduce  the  risk  of  injury  to  healthy 
ocular  tissue.  This  particular  study  will  include  a 
determination  of  the  location  of  the  spark  plasma  with 
respect  to  the  focal  point  and  an  analysis  of  the  predict¬ 
ability  of  the  shape  and  size  of  the  plasma.  The  final 
objective  consists  of  a  theoretical  investigation  of  the 
use  of  other  wavelengths,  pulsewidths,  and  focused  spot- 
sizes  to  optimize  this  surgical  instrument. 


Background 

All  ophthalmic  uses  of  the  laser  in  the  past  have  been 
based  on  the  thermal  effects  of  the  concentrated  beam  on 
the  cells  and  tissue  of  the  eye.  For  exaunple  the  use  of 
the  ruby  laser  in  retinal  spot  welding,  the  argon  laser  in 
photocoagulation  and  relieving  pupillary  block  glaucoma 
(Ref  1:75),  and  recently,  the  CO^  laser  has  been  considered 
as  a  surgical  knife  for  radial  keratotomies  (Ref  2)  and 
performing  corneal  transplants. 

In  each  of  these  surgical  procedures,  a  particular 
wavelength  of  laser  light  is  matched  to  the  peak  absorption 
characteristics  of  the  area  of  interest  in  the  eye  and  the 
beam  is  used  to  burn  tissue.  When  using  the  laser  to  open 


an  opacified  posterior  capsule,  the  thermal  effects  are 
neither  used  nor  desired. 

A  brief  description  of  the  physiology  of  the  eye  will 
aid  the  understanding  of  this  operation.  The  iris,  as 
shown  in  Figure  1  on  page  4,  separates  the  portion  of  the 
eye  between  the  cornea  and  the  lens  into  two  sections,  the 
anterior  and  posterior  chambers.  The  posterior  chamber 
ends  at  the  lOym  thick  tissue  envelope  containing  the  lens 
(the  lens  capsule) ,  with  the  portion  of  the  capsule  facing 
the  cornea  being  the  anterior  capsule  and  the  portion 
facing  the  retina,  the  posterior  capsule. 

During  a  standard  cataract  operation,  the  opaque 
cataractous  lens  is  removed  and  the  loss  of  the  lens 
compensated  for  by  spectacles  or  contact  lenses.  Since 
1949,  however,  more  and  more  surgeons  have  adopted  the 
delicate  technique  of  artificial  intraocular  (lOL)  lens 
implants  to  replace  the  original  lens.  At  the  present 
time,  the  most  common  form  of  implant  surgery  is  the 
posterior  chamber  method,  placing  the  artificial  lens  in 
the  capsule  left  vacant  by  the  removal  of  the  human  lens 
(Ref  3:271).  The  alternate  method  of  implantation  is  one 
where  the  lOL  is  placed  in  the  anterior  chamber  and  either 
clipped  to  the  iris  (iris  clip  lOL)  or  held  in  place  by 
protrusions  into  the  posterior  chamber  (iridocapsular  lOL) 
(Ref  4:58).  One  serious  complication  of  unknown  origin  in 
the  procedure  manifests  itself  by  opacification  of  the 
posterior  capsule,  causing  a  drastic  reduction  in  sight. 
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Figure  1.  The  Eye 
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Until  recently «  only  additional  surgery  to  open  the  capsule 
would  remedy  the  unwanted  opacification ,  with  the  exact 
form  of  surgery  depending  on  the  characteristics  of  the 
capsule.  For  a  thin  elastic  capsule#  a  simple  incision 
through  the  tissue,  aided  by  the  natural  tension  of  the 
membrane,  opens  the  capsule.  However,  for  tougher  or 
denser  membranes  the  opposing  action  of  two  knives,  the  use 
of  a  vitrectomy  tool,  or  the  use  of  scissors  may  be  required 
to  cut  out  the  capsule  (Ref  4:56).  Obviously,  each  proce¬ 
dure  described  above  requires  anesthetizing  the  patient  and 
incising  the  eye,  increasing  both  risk  and  recovery  time, 
especially  in  elderly  patients  for  whom  implant  surgery  is 
most  common. 
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These  disadvantages  point  out  the  benefits  of  a  laser 
system  to  open  the  capsule.  Very  simply,  directing  a  laser 
beam  through  the  cornea  and  pupil  on  the  opaque  membrane 
can  be  accomplished  quickly,  with  no  anesthetic,  and  with 
relatively  little  risk. 

Aron-Rosa  of  France  conducted  an  initial  investigation 

in  1980  on  human  patients,  using  a  laser  system  to  open  the 

posterior  capsule  after  lOL  implant  surgery  (Ref  5).  Her 

system  consists  of  a  mode-locked  Md-YAG  laser  emitting  30 

picosecond  pulses  modulated  by  a  1  hertz  signal  of  20 

nanosecond  pulsewidth.  The  energy  per  individual  pulse  at 

the  entrance  of  the  eye  is  3  to  4.5  milli joules  creating 

12  12  -2 

power  densities  from  1x10  to  1.6x10  Wcm  at  the  SOpm 
diameter  focal  spot. 

Aron-Rosa  and  her  colleagues  operated  on  twenty  post 
lens-implantation  patients  with  opacified  posterior  capsules, 
using  no  anesthetic.  With  a  series  of  five  to  ten  laser 
shots  focused  on  the  capsule,  the  results  were  remarkable. 

In  all  cases  the  large  power  densities  of  the  laser  radia¬ 
tion  opened  the  capsule  but  created  no  permanent  intraocular 
pressure  rise;  no  corneal,  iris,  vitreal,  or  retinal  lesions; 
and  only  three  patients  developed  a  temporary  anterior 
chamber  reaction.  Improvements  in  visual  acuity  ranged  from 
the  slight  change  of  20/30  to  20/20,  to  the  large  improvement 
of  4/200  to  20/20.  Presently,  Aron-Rosa  performs  this 
procedure  daily  on  a  number  of  patients  with  no  indications 
of  deleterious  effects. 


Famkhauser,  vam  der  Zypen  and  associates  in  Germany 
describe  the  use  of  a  similar  system  to  treat  various 
disorders  in  the  anterior  portion  of  the  eye.  Although 
they  made  no  attempt  to  open  the  posterior  capsule,  the 
mechanism  operating  on  ocular  tissue — in  this  case  the 
iris — is  the  same,  and  their  results  enhance  the  knowledge 
of  the  effects  of  high  power  pulses  in  the  eye. 

The  Fankhauser  system  consists  of  a  Nd-YAG  Q-switched 
laser  producing  12ns  pulses  of  200mJ  peak  energy.  The 
laser  beam  focuses  to  a  50 Mm  diameter  spot  providing  a  peak 
energy  density  of  7x10^^  to  8x10^^  Wcm“^.  Compared  to  the 
Aron-Rosa  experiments,  the  Fankhauser  system  uses  longer 
pulses  and  greater  energy  per  pulse  to  maintain  a  comparable 
power  density  within  an  identical  spot. 

Van  der  Zypen  and  Fankhauser  successfully  treated 
acute  and  chronic  angle-block  glaucoma  and  pupillary-block 
glaucoma  but  were  unsuccessful  at  treating  chronic  simple 
glaucoma  and  pigmentary  glaucoma.  They  were  also 
successful  at  opening  a  number  of  pupillary  membranes  of 
various  elasticities  and  pigmentations,  a  procedure  similar 
to  opening  the  posterior  capsule  (Ref  6) . 

At  this  point.  Dr.  Richard  Keates  of  the  Ohio  State 
University  Ophthalmology  Clinic,  who  had  studied  the  work 
of  the  European  ophthalmologists,  requested  that  the  Air 
Force  Institute  of  Technology  conduct  a  feasibility  study 
of  a  Q-switched  laser  system  for  opening  the  opacified 
posterior  capsule  as  an  alternative  to  the  cost  prohibitive 


mode-locked  system  of  Aron-Rosa.  If  successful,  this  laser 
system  irould  benefit  many  more  than  the  hundreds  of  post 
capsulotomy  patients  Dr.  Keates  alone  presently  treats  with 
complicated  surgery.  In  addition,  Dr.  Keates  desired  a 
study  of  the  feasibility  of  applying  the  system  to  breaking 
vitreous  strands,  a  condition  consisting  of  cellular 
strands  in  the  vitreous  humor,  generally  caused  by  disease 
or  travima  to  the  eye. 

A  knowledge  of  the  optimal  system  design  and  of  the 
definitive  measurements  to  be  made,  requires  an 
understanding  of  mechanisms  operating  within  the  ocular 
tissue  when  coupled  with  high  peak  power,  short  pulse 
energy.  Chapter  II  addresses  this  matter  in  detail. 
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II .  Biological  Theoi 


Introduction 


Various  physical,  chemical  and  biological  processes 
occur  when  laser  light  interacts  with  ocular  tissue,  the 
type  and  extent  of  which  depend  on  a  multitude  of  factors. 
These  factors  include  beam  par£uneters — size,  frequency, 
pulsewidth,  power  density,  and  polarization;  and  tissue 
parameters — chemical  composition,  optical  properties,  etc. 
Owing  to  the  interrelated  nature  of  many  of  these  parame¬ 
ters,  determining  or  predicting  their  precise  effects  on 
differing  types  of  ocular  tissue  is  difficult  and  has  led 
to  much  controversy,  both  among  physicists  and  ophthalmol¬ 
ogists.  This  chapter  provides  an  attempt  at  correlating 
current  medical  and  scientific  theories  and  obseirvations  to 
provide  an  understanding  of  the  basic  phenomena  associated 
with  coupling  laser  radiation  and  human  tissue. 


Effects  of  Laser  Radiation  on  Ocular  Tissue 

Thermal,  photochemical,  and  mechanical  effects  result 
from  laser  energy  deposited  in  the  eye.  Although  only 
mechanical  effects  are  desired  and  needed  to  open  opacified 
tissue,  the  other  two  pose  potential  side  effects  and  must 
be  understood  when  designing  the  laser  system. 


Thermal  Effects 

Thermal  effects  are  the  best  understood  and  studied  of 
the  laser  effects  in  the  eye.  They  occur  primarily  in  the 
pigmented  tissue  of  the  eye  such  as  the  iris  and  retina 
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where  large  absorption  coefficients  for  visible  and  near 
infrared  wavelengths  or  greater  exist,  and  when  irradiating 
with  relatively  "long"  pulsewidths.  The  effects,  stemming 
from  molecular  vibrational  excitations,  mainly  manifest 
themselves  as  burning  and  lesion  formation. 

Van  der  Zypen,  Fankhauser  and  associates,  after 
extensive  study  of  laser  radiation  on  the  iris,  theorize 
that  heat  conduction,  local  evaporation,  and  fluid  circula¬ 
tion  control  the  thermal  effects  in  ocular  tissue.  They 
argue  that  the  tissue  temperature  of  the  iris  may  not  rise 
above  the  boiling  point  because  the  onset  of  local  evapora¬ 
tion  initiates  fluid  circulation  in  the  anterior  chamber 
which,  along  with  thermal  conduction,  acts  as  a  cooling  and 
temperature  limiting  mechanism.  If,  however,  thermal 
conduction  is  disrupted  by  a  vapor  layer  between  the 
irradiated  tissue  and  surrounding  tissue,  then  local 
temperatures  could  be  expected  to  exceed  the  boiling  point. 
Experimental  measurements  with  a  CW  argon  laser  of  0.75W 
focused  to  a  spot  of  30-100ym  diameter,  agree  closely  with 
the  theoretical  values  predicted  when  using  the  heat 
conduction  properties  of  water  as  a  model  (Ref  7:88-90). 

The  damage  created  by  the  argon  laser  on  the  iris 
consists  of  crater  formation  in  the  tissue  with  varying 
degrees  of  cellular  damage  in  the  surrounding  area  out  to 
approximately  200ym  from  the  rim  of  the  crater  (Ref  7:82-83) 

Other  than  cellular  destruction,  heating  of  the  eye  is 
believed  to  cause  opacities  in  the  cornea  and  lens.  This 


damage  occurs  either  through  direct  heating  of  the  cornea 
by  far  infrared  light  such  as  CO^  laser  radiation,  or  by 
indirect  heating  through  thermal  conduction  from  an  irradi¬ 
ated  iris  or  retina  (Ref  8:144). 

Photochemical  Effects 

A  less  well  understood  deunage  mechanism  of  ocular 
tissue  is  that  due  to  photochemical  effects,  usually 
associated  with  blue  and  ultraviolet  laser  light.  The 
basic  principle  associated  with  the  photochemical  process 
involves  light  where  the  quantum  energy  of  a  single  photon 
breaks  the  molecular  bonds  of  the  tissue  or  cells  and 
creates  biochemical  reactions  (Ref  9:1269). 

Photochemical  damage  to  the  retina  manifests  itself  as 
a  lesion.  Damage  to  the  cornea,  where  UV  effects  are  most 
common  due  to  strong  absorption  in  the  UV,  includes  kerato¬ 
conjunctivitis  and  photokeratitis.  Both  of  these  are 
painful  conditions  which  last  two  to  three  days  after 
exposure  and  are  caused  by  damage  or  destruction  of  the 
corneal  epithelial  cells.  Higher  doses  of  UV  radiation  may 
cause  damage  beneath  the  epithelial  layer  opacifying  the 
cornea,  and  requiring  a  corneal  graft  (Ref  8:108-110). 

Photochemical  damage  to  the  lens  manifests  itself  as  a 
degradation  of  lens  constituents,  causing  long  term  or 
permanent  opacifications  (cataracts)  due  to  an  extremely 
slow  rate  of  cellular  repair.  Although  large  doses  of 
radiation  may  cause  an  obvious  photochemical  reaction  in  a 
matter  of  hours  or  days,  it  has  been  shown  that  with 


slightly  lower  doses  years  may  pass  before  photochemical 
damage  to  the  lens  appears  (Ref  8:106,  112-114). 

With  ocular  tissue  containing  melanin  pigment,  such  as 
the  iris,  photochemical  damage  might  also  include  melanoma 
(cancer  of  the  melanin  containing  tissue);  however,  the 
data  on  this  theory  is  inconclusive  and  strong  concentra¬ 
tions  of  melanin  may  actually  inhibit  the  formation  of 
melanoma  (Ref  8:116). 

Mechanical  Effects 

Mechanical  damage  to  the  eye,  as  a  result  of  acoustical 
waves  or  hydrostatic  shock  waves,  is  a  subject  of  contro¬ 
versy.  While  few  deny  its  existence,  wide  spread  agreement 
on  extent  of  damage  and  formation  is  still  lacking. 

Basically  there  exist  two  sources  of  mechanical 
damage.  The  first,  the  acoustical  wave,  is  the  result  of 
the  absorption  of  a  large  quantity  of  energy  in  a  short 
period  of  time,  creating  a  phase  change  and  rapid  expansion 
of  the  tissue.  The  second  source,  and  the  basis  of  the 
surgical  procedure  reported  in  this  paper,  is  the  hydro¬ 
static  shock  wave,  created  as  the  result  of  spark  plasma 
formation  in  the  tissue.  Subsequent  sections  describe  the 
current  theories  on  the  formation  of  both  spark  plasma  and 
shock  wave  in  detail. 

Extensive  research  by  van  der  Zypen,  Fankhauser,  and 
associates  on  shock  and  acoustical  wave  damage  in  iris 
tissue,  indicate  damage  can  be  expected  over  a  much  larger 
area  than  would  be  seen  with  thermal  damage.  Shock  wave 


formation  in  the  iris  can  create  diffuse  hemorrhaging,  tear¬ 
ing  and  fragmentation  of  cells,  and  the  ejection  of  blood 
corpuscles  well  into  surrounding  tissue  (Ref  7:135-136). 
Similar  damage,  with  more  severe  consequences,  is  effected 
by  this  mechanism  on  the  retina,  where  large  scale  damage 
to  photoreceptors  can  lead  to  partial  or  total  blindness. 

The  above  overview  of  laser  radiation  effects  on 
ocular  tissue  makes  one  aware  of  the  potential  undesired 
effects  which  may  accompany  the  use  of  high  power  lasers  in 
clearing  opacifications  of  the  eye.  It  is  necessary  now  to 
understand  the  correlation  of  the  three  damage  mechanisms 
with  the  laser  beam  pareuneters.  The  understanding  will  be 
an  aid  in  optimizing  the  parameters  for  the  design  of  the 
surgical  tool  while  minimizing  dangerous  side  effects. 

Correlation  to  Frequency 

The  frequency  of  the  incident  laser  radiation  is 
critical  in  two  respects.  First,  the  frequency,  or  more 
specifically  the  energy  of  individual  photons,  determines 
which  of  thermal  or  photochemical  mechanisms,  or  combinations 
thereof,  will  prevail  in  the  tissue.  Second,  the  extent  of 
the  damage  due  to  each  mechanism  relates  to  the  absorption 
coefficient  of  the  particular  tissue  which  may  be  strongly 
frequency  dependant. 

The  optical  frequency  where  thermal  mechanisms  end  and 


photochemical  mechanisms  begin  is  not  a  distinct  one. 
Lerman  creates  the  theoretical  divisions  at  1.6eV  photon 
energy  and  below  for  thermal  damage;  1.6eV  (X<»776nm)  to 


12.4eV  ( X=100nia)  photon  energy  for  photochemical  damage; 

O 

and  12.4eV  to  1.24x10  eV  photon  energy  for  ionization  where 
the  quantvim  energy  exceeds  the  binding  energy  of  the 
electrons  (Ref  10:215). 

Experimentation  on  retinas  of  monkeys  by  Ham  and 
associates  created  retinal  lesions  due  only  to  photochem¬ 
ical  mechanisms  with  He-Cd  wavelengths  of  441.6  to  514. 5nm, 
lesions  due  only  to  thermal  mechanisms  with  a  Nd-YAG 
wavelength  of  1.064iim,  but  lesions  due  to  a  combination  of 
the  two  mechanisms  with  intermediate  wavelengths  of  580nm 
to  632. 8nm,  thus  demonstrating  the  frequency  dependence  of 
the  damage  mechanism  (Ref  10:217-18). 

Similarly,  the  "action  spectrum"  (the  relative  level 
of  photochemical  response  vs  wavelength)  of  photokeratitis 
in  the  cornea  was  shown  by  Cogan  and  Kinsey  to  be  confined 
in  the  ultraviolet  region  between  21 Onm  and  320nra 
(Ref  10:126-26) . 

The  frequency  dependence  of  absorption  coefficients 
for  the  various  portions  of  the  eye  establishes  the  second 
important  aspect  of  the  laser  beam  frequency.  The  importance 
of  frequency  dependence  cannot  be  understated  in  surgical 
applications  such  as  the  one  being  examined  in  this  paper. 
Here  we  require  that  high  energy  densities  be  focused  in  a 
small  voliune  while  doing  no  damage  to  other  segments  of  the 
eye  in  the  path  of  the  beam;  therefore,  a  good  working 
knowledge  of  the  absorption  characteristics  of  the  eye  is 
crucial . 


Table  I  on  page  15  indirectly  illustrates  the  relative 
absorption  of  the  cornea,  the  aqueous  hvunor,  the  lens,  and 
the  vitreous  humor,  by  indicating  the  percent  of  radiation 
initially  incident  on  the  cornea  which  successively  reaches 
the  segments  deeper  in  the  eye  (the  value  at  the  cornea 
always  being  100%) . 

Two  values  for  each  segment  are  provided,  "direct"  and 
"total".  The  "direct"  figure  is  the  percentage  due  to 
direct  transmittance  while  the  "total"  figure  accounts  for 
both  direct  transmittance  and  forward  scattered  radiation 
(Ref  11).  Because  the  values  of  Table  I  ultimately  yield 
only  the  percentage  of  radiation  reaching  the  retina,  one 
other  important  set  of  data  should  be  presented:  Figure  2 
below  indicates  the  absorption  in  the  retina  and  chori;  id  as 
a  function  of  wavelength  (Ref  12:19).  The  importance  of 
the  data  in  Table  I  and  Figure  2  will  become  evident  during 
the  discussion  of  the  design  theory. 

Correlation  to  Pulsewidth 

Like  frequency,  the  pulsewidth  is  a  highly  significant 
parameter  in  determining  the  type  and  extent  of  damage  from 
laser  radiation  in  the  eye. 

When  utilizing  the  band  of  laser  radiation  which  can 
elicit  a  thermal  response  in  the  eye  (i.e.  the  infrared 
through  most  of  the  visible) ,  the  effect  of  pulsewidth  is 
one  of  determining  whether  the  primary  damage  mechanism 


will  )e  thermal  or  mechanical. 

It  is  widely  accepted  that  mechanical  effects  are 


TABLE  I 


Percentage  of  Radiation  Incident  on  Cornea  Which 
Reaches  Successive  Segments  of  the  Eye 
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Figure  2.  Percent  Absorption  in  the  Retina 
and  Choroid  (Ref  12:19) 

present  when  pulsewidths  are  on  the  order  of  nanoseconds  or 
shorter.  Nevertheless,  it  is  interesting  that  the  same 
conclusion  was  reached  by  different  groups  with  contradic¬ 
tory  data.  Sliney  and  Wolbarsht  determined  that  energy 
density  threshold  for  retinal  lesions  increased  as  the 
pulsewidth  decreased  from  l|is  to  20ns,  concluding  that  the 
energy  must  be  dissipated  through  nonthermal  mechanisms 
(Ref  8:130).  Ham  and  co-workers,  on  the  other  hand, 
measured  a  decrease  in  energy  density  threshold  for  retinal 
lesions  and  concluded  the  damage  must  not  be  strictly 
thermal  (Ref  13:176). 

A  precise  pulsewidth,  where  the  transition  between 
thermal  and  mechanical  effects  occurs,  obviously  does  not 
exist;  however,  recent  work  on  laser  effects  in  the  iris 
demonstrated  that  even  in  pigmented  tissue,  pulsewidths  as 


short  as  1ms  and  with  pulse  energies  up  to  2.3J,  the  damage 
produced  was  due  solely  to  thermal  means;  no  shock  or 
acoustical  waves  were  produced.  Damage  was,  though,  less 
extensive  than  with  CW  radiation  of  less  energy.  This  was 
attributed  to  the  process  of  convective  energy  transport 
which  distributes  the  heat  over  a  large  volume,  a  factor 
often  neglected  in  many  heat  conduction  models  (Ref  7:115-16) 
When  pulsewidths  are  reduced  to  the  nanosecond  region  and 
shorter,  the  time  is  too  short  for  the  energy  to  be  dissi¬ 
pated  thermally,  and  damage  near  the  focus  of  the  beam  may  ^ 
be  attributed  almost  exclusively  to  mechanical  damage. 

In  the  case  of  irradiation  of  pigmented  or  highly 
absorbing  tissue  at  the  wavelength  of  interest,  rapid  phase 
change  or  vaporization  result  in  the  production  of  acoustic 
waves.  Cleary  theorized  and  experimentally  verified  to 
some  degree  that  acoustic  transients  are  generated  both 
above  and  below  the  threshold  for  vaporization.  Above  the 
threshold,  the  rapid  growth  of  a  vapor  cavity  generates  the 
acoustic  wave  while  also  generating  severe  localized 
damage.  Below  the  threshold,  acoustic  transients  will  be 
produced  from  the  thermal  expansion  of  the  tissue.  In  both 
cases,  the  pressure  amplitude  will  be  inversely  proportional 
to  the  square  of  the  radius  of  the  wave,  and  therefore  the 
waves  are  rapidly  attenuated  and  damage  is  confined  to  a 
small  area  when  the  beam  is  focused  to  a  small  spot 
(Ref  13:180-184,  193). 


In  the  case  of  irradiation  of  either  pigmented  or 
transparent  tissue  or  fluid#  mechanical  deunage  can  be 


created  by  exceeding  the  power  density  threshold  for 
optical  breakdown,  causing  a  spark  plasma  and  associated 
shock  wave.  The  formation  of  the  shock  wave  and  plasma  is 
dependent  on  a  short  pulsewidth  by  ened>ling  large  power 
densities  to  be  achieved  with  minimal  energy  losses  through 
thermal  dissipation. 

The  formation  of  the  spark  plasma  in  pigmented  tissue 
would  lead  to  the  existence  of  many  of  the  damage  effects 
described  to  this  point.  The  extreme  temperatures  near  the 
beam  axis  at  the  focus  causes  severe  localized  thermal 
damage  while  the  mechanical  waves  produced  will  be  a 
combination  of  the  breakdown  shock  wave  and  the  vaporiza¬ 
tion  acoustic  transients  described  by  Cleary#  with  the 
precise  damage  attributed  to  each  made  difficult  to  separate 
(Ref  7:142-43) . 

The  formation  of  optical  breakdown  and  the  associated 
shock  wave  in  a  transparent  medium#  such  as  the  human 
vitreous#  forms  the  basis  of  the  surgical  procedure  described 
in  this  paper  and  a  summary  of  the  theories  on  its  formation 
is  presented  in  Chapter  III. 

Correlation  to  Power  and  Energy  Density 

The  correlation  of  laser  effects  in  ocular  tissue  to 
power  density  of  the  incident  laser  beam  is  useful  when 
discussing  the  threshold  for  optical  breakdown  in  various 
types  of  tissue.  The  extent  of  photochemical  damage#  by 


its  very  nature,  is  a  function  of  energy  density  as  opposed 
to  power  density  (Ref  8:108).  On  the  other  hand,  the 
extent  of  thermal  and  acoustical  wave  damage  involves  both 
parameters;  with  "long”  pulsewidths,  the  energy  density 
determines  the  extent  of  thermal  dcunage  while  with  "short” 
pulsewidths,  the  energy  density  determines  the  existence 
and  size  of  a  vapor  cavity,  and  hence,  the  amplitude  of  the 
acoustical  wave. 

As  can  be  seen,  the  description  of  the  correlation  of 
laser  beam  parameters  to  power  and  energy  density  illustrates 
the  interdependence  of  all  parameters  described  thus  far. 

It  is  important  at  this  point  to  reemphasize  that  the 
correlations  of  the  various  beam  parameters  to  the  damage 
mechanisms  have  been  described  in  very  general  terms,  with 
the  emphasis  being  placed  on  experimental  data  rather  than 
on  theoretical  models.  Although  laser  beam  effects  in  the 
eye  have  been  studied  since  the  earliest  lasers  were 
developed,  much  controversy  over  effects  due  to  the  complex 
biological  nature  of  the  eye  still  exists  on  the  subject, 
thereby  rendering  experimental  results  still  more  "acceptable" 
than  the  predictions  of  theoretical  models. 


III.  Plasnia  Theory 


Introduction 


At  the  foundation  of  this  project  lies  the  theory  on 
dielectric  breakdown,  plasma,  and  shock  wave  formation 
since  it  is  the  shock  wave  which  ultimately  breaks  the 
opacified  posterior  capsule  and  vitreous  strands. 

The  literature  on  plasma  theory  is  voluminous  and 
ranges  from  the  highly  theoretical  to  the  strictly  observa¬ 
tional.  The  majority  of  early  plasma  research  was  performed 
with  gases  while  recently  the  enphasis  has  shifted  to 
solids  and  dielectric  coatings.  The  literature  on  dielec¬ 
tric  breakdown  in  fluids,  especially  water,  is  sparse  and 
data  on  ocular  fluids  is  nonexistent.  Therefore,  the 
theory  presented  in  this  chapter  will  consist  of  a  cautious 
extension  of  theory  and  experimental  results  in  gases  and 
solids  to  fluids — only  where  it  is  felt  that  the  extensions 
are  reasonable,  and  only  with  the  understanding  that  the 
speculation  will  be  tested  experimentally  in  this  or  future 
projects.  Rigorous  plasma  physics  theory  will  be  avoided. 
Instead  this  discussion  will  concentrate  on  general  theory 
and  experimental  observations  with  the  simple  goal  of 
understanding  plasma  formation  in  the  eye  and  predicting 
the  benefits  of  altering  the  beam  parameters. 


This  chapter  is  divided  into  four  section,  each 
describing  one  of  the  basic  stages  of  dielectric  breakdown 


in  transparent  media:  initiation,  ionization,  absorption, 
and  shock  wave  formation. 

Initiation 

The  initiation  process  is  of  critical  importance.  The 
surgeon  must  be  assured  of  plasma  formation  on  every  laser 
shot  into  the  eye  to  avoid  irradiating  the  eye  more  than  is 
necessary. 

The  initiation  stage  for  one  type  of  ionization, 
cascade  ionization  (described  in  the  next  subsection) , 
involves  the  foinnation  of  the  initial  free  electrons  to 
begin  the  cascade  process.  The  free  electron  formation  is 
caused  by  thermal  heating  of  contaminant  particles  or  by 
multiphoton  absorption  in  an  impurity.  Thermally  generated 
electrons  are  generally  associated  with  relatively  long 
pulses  (>20ns) ,  and  long  wavelengths  (>3)im).  At  short 
pulsewidths  and  wavelengths  (t^<200ps  and,  X<690nm) ,  the 
probability  of  multiphoton  absorption  initiation  becomes 
high  and  may  dominate  (Ref  14:351).  It  becomes  clear  why 
this  is  so  when  one  understands  the  process  of  multiphoton 
absorption.  Normally,  the  absorption  of  a  photon  will  take 
place  only  if  an  excited  energy  state  corresponding  to  the 
quantum  energy  of  the  photon,  (hv) ,  exists.  However,  in  a 
time  less  than  1/v,  a  virtual  state  with  energy  hv  may 
exist,  allowing  absorption  of  a  photon  which  otherwise 
would  not  be  absorbed.  Successive  application  of  this 
theory  shows  that  a  2hv  state  can  be  reached  if  two  photons 
are  absorbed  in  a  time  less  than  l/(2v),  and  so  on.  In 


this  manner  an  energy  of  ionizing  magnitude  may  be  absorbed 
(Ref  15:626-627).  Note  that  the  higher  the  quantum  energy 
of  the  incident  photons  (shorter  wavelengths)  the  fewer  the 
photons  which  need  to  be  absorbed  to  cause  ionization;  but 
the  greater  the  required  energy  flux  due  to  the  decreased 
virtual  state  lifetime. 

The  conclusion  that  initial  electrons,  and  hence 
initiation  of  breakdown,  is  dependent  on  impurity  concentra¬ 
tion  is  of  profound  significance  in  this  project,  for  it 
affects  directly  the  pinpointing  of  the  location  of  plasma 
formation  in  the  eye.  This  generally  accepted  conclusion 
has  a  basis  in  a  large  number  of  plasma  investigations. 

David  Milam  describes  laser  initiated  breakdown  in  argon 
gas  at  20  and  SOOpsi  with  a  ruby  laser.  At  the  lower 
pressure,  where  direct  multiphoton  ionization  is  theoreti¬ 
cally  the  dominant  ionization  mechanism,  a  distinct  break¬ 
down  threshold  existed.  However,  in  high  pressure  argon, 
where  a  cascade  ionization  process  initiated  with  electrons 
from  either  multiphoton  absorption  or  thermal  generation  is 
predicted,  a  statistical  nature  of  breakdown  occurrence 
existed,  attributed  to  the  probability  of  finding  an 
absorbing  impurity  in  the  focal  volume  (Ref  14:350-51). 

Note  here  the  important  distinction  between  complete 
ionization  through  multiphoton  absorption,  and  creating 
only  seed  electrons  for  cascade  ionization  through  multi¬ 
photon  absorption. 
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Boni  and  Meskan,  going  one  step  further,  used  30ns, 
Nd-YAG  pulses  (Xsi.06ym)  and  demonstrated  an  order  of 
magnitude  difference  in  breakdown  of  air  between  filtered 
air  (O.lym  filter)  and  air  containing  68 ym  carbon  particles 
(Ref  16:115).  The  same  statistical  nature  has  also  been 
observed  with  ruby  laser  irradiation  in  alkali-halide 
solids  (Ref  17:379).  Miletm  extends  his  discussion  of 
statistics  in  gas  breakdown  to  observations  on  the 
"explosive"  thresholds  in  solids  where  arbitrarily  small 
breakdown  damage  areas  cannot  be  created.  He  contends  that 
the  explosive  threshold  at  longer  pulse  times,  is  due  to 
the  2d3sence  of  an  absorbing  impurity  in  the  focal  volume. 
Hence,  when  the  laser  power  is  increased,  extending  the 
high  irradiance  volume,  much  more  than  enough  energy  exists 
to  sustain  ionization.  By  reducing  the  pulse  times  to 
appropriately  short  intervals,  mulitphoton  ad^sorption 
dominates  as  the  total  ionizing  mechanism.  The  seed 
electrons  from  impurities  are  then  no  longer  important  and 
the  explosive  thresholds  disappear  (Ref  14:352). 

The  statistics  described  above  lead  quite  naturally  to 
a  dependence  of  initiation  process  on  focused  spotsize, 
under  conditions  where  cascade  ionization  is  expected. 
Indeed,  experimental  results  have  indicated  a  threshold 
increase  for  ionization  with  decreasing  spotsize,  which 
most  investigators  attribute  to  the  decreased  probability 
of  finding  an  impurity  atom  in  the  focal  volume.  For  the 
sake  of  completeness,  other  theories  on  breakdown  and 
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threshold  dependence  include  a)  resonant  radiation  whereby 
excited  atoms  lose  energy  through  spontaneous  emission; 
which  for  large  focal  volumes  could  be  reabsorbed,  thus 
lowering  the  threshold;  b)  self-focusing;  and  c)  stimulated 
Raman  scattering  losses  (Ref  18:53). 

A  critical  aspect  of  breakdo%m  initiation  and  one 
which  is  often  overlooked  or  dismissed  as  negligible  is  the 
effect  of  primary  spherical  aberration  of  the  focusing 
optics . 

In  the  attempt  to  produce  higher  flux  densities  by 
focusing  to  smaller  and  smaller  spotsizes,  the  f-number 
(f#)  of  the  system  (defined  here  as  the  ratio  of  the 
diameter  of  the  beam  incident  on  the  lens  to  the  focal 
length  of  the  lens)  is  often  reduced  to  the  point  where 
primary  spherical  longitudinal  aberration  increases  the 
focal  volume  dramatically.  This  inevitably  leads  to 
inaccurate  interpretations  of  breakdown  threshold  intensi¬ 
ties  and  may  possibly  be  a  factor  in  the  production  of 
multiple  collinear  spark  plasmas  which  are  reported  in 
many  investigations.  Just  how  sensitive  the  shape  of  the 
focal  volume  is  to  spherical  aberration  was  demonstrated  by 
Aron,  Ireland,  and  Morgan  who  analytically  solved  the 
Fresnel-Kirchhoff  intensity  integral  written  as  a  function 
of  primary  spherical  longitudinal  ed>erration.  The  calcula¬ 
tion  assumed  a  plane  wave  incident  on  the  lens.  As  an 
example  of  their  results.  Figure  3  on  page  25  illustrates 
the  theoretical  intensity  profiles  along  the  optical  axis 
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Figure  3.  Effects  of  Spherical  Aberration  on  Focal  Volume. 
A  lens  with  an  fB2.5cm  focal  length  is  used  in  the  calcula¬ 
tion  for  which  the  beeun  dicuncter  and  aberration  function 
are  (a)  0.3cm,  0.13X;  (b)  0.6cm,  2. OX;  (c)  0.9cm,  10. 5X; 

(d)  1.2cm,  32. 5X;  (e)  1.5cm,  80X  and  (f)  l.Scro,  164X. 
Gaussian  beam  waist  is  located  at  z^O  (Ref  19:1909). 


for  X>cl.06ym,  the  focal  length  f=2.5cm  and  the  input  beam  diam¬ 
eter,  D,  varied  to  yield  a  range  of  aberration  function  values 
for  the  fixed  lens  shape  of  0.13X  to  164X  (Ref  19:1908-09). 

An  intriguing  aspect  of  these  intensity  profiles — which 
bear  directly  on  the  discussion  of  the  plasma  characteristics 
in  the  next  chapter— is  the  lac)c  of  symmetry  around  z=0 
(the  Gaussian  beam  waist)  for  the  aberrated  systems.  The 
implication  is  that  when  the  laser  intensity  has  been 

I 

increased  to  achieve  a  breakdown  threshold  density  near  the 
focus,  there  now  exists  a  virtually  constant  probability  of 
forming  a  breakdown  up  to  several  millimeters  upstream  of 
the  focus.  For  this  particular  exeunple,  that  region 
amounts  to  many  hundreds  of  Rayleigh  ranges  (  957,  for 
example,  using  Figure  3(d)).  The  Rayleigh  range  is  used  as 


25 


an  Indication  of  the  length  of  the  focal  region.  It  is 
defined  as  the  distance  from  the  waist  or  focus  of  a 
Gaussian  beam,  along  the  optical  axis  to  the  point  where 
the  beam  radius  has  increased  to  '^2  times  its  value  at  the 
waist  (see  Figure  4).  Aaron  and  associates  also  performed 
an  analysis  of  where  the  use  of  the  Gaussian  beeun  equations 
fail  with  respect  to  increasing  aberration  function  and 
determined  the  validity  of  the  equations  if  the  aberration 
function  is  kept  less  than  IX  (Ref  19:1913). 


Ionization 

As  stated  in  the  last  subsection,  physicists  generally 
accept  the  existence  of  two  modes  of  ionization:  cascade 
ionization  and  ionization  through  multiphoton  absorption. 

In  cascade  ionization  the  initial  "priming*  free 
electron  gains  energy  through  "inverse  bremsstrahlung" 


absorption.  In  this  process,  the  electron  absorbs  light 


quanta  of  the  incident  beam  in  the  presence  of  an  atom 
until  sufficient  energy  has  been  reached  to  cause  an 
ionizing  collision  with  an  atom.  At  this  point,  then,  two 
free  electrons  of  low  energy  exist  and  the  process  repeats 
itself,  forming  the  "avalanche"  ionization  (Ref  20:625-26; 
21:338).  In  gases  of  low  pressure,  however,  and  with  the 
use  of  short  pulsewidths  (<lns),  cascade  ionization  will 
not  have  time  to  form  and  the  dominant  ionization  mechanism 
becomes  multiphoton  absorption.  However,  if  one  maintains 
short  pulsewidths  but  now  irradiates  solids  or  liquids 
instead  of  gases,  the  transition  from  cascade  to  multiphoton 
ionization  is  not  as  clear.  Bloemberger  theorizes  that 
cascade  ionization  is  the  dominant  mechanisms  in  crystalline 
solids  when  irradiating  with  near  and  far  infrared  wave¬ 
lengths  and  pulsewidths  as  short  as  picoseconds.  He 
believes,  however,  that  cascade  ionization  loses  its 
dominance  with  either  higher  frequency  light  or  subpico¬ 
second  pulses  (Ref  17:382).  It  should  be  pointed  out  that, 
at  the  present  time,  lasers  with  subpicosecond  pulses  are 
not  yet  available.  However,  there  are  many  lasers  operating 
with  high  frequency  emission. 

Varying  a  third  parameter,  spotsize,  also  affects  the 
dominance  of  cascade  ionization.  The  dependence  is  based 
on  free  electron  diffusion  drift,  whereby  with  small  focal 
volumes  and  especially  in  gases,  electron  diffusion  out  of 
the  focal  volume  may  be  sufficient  to  inhibit  cascade 
ionization  at  intensities  near  threshold  (Ref  20:657). 


Although  this  mechanism  may  operate  in  gases,  most  dismiss 
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its  importance  in  solids  and  at  pulsewidths  less  than  10 
sec  (Ref  17:381).  This  author  attaches  a  minimal 
importance  to  this  mechanism  in  liquids  where  molecule 
densities  are  very  high  compared  to  gases. 

A  final  mechanism  operating  on  threshold  levels  after 
preionization  may  be  that  of  self-focusing;  however,  the 
exact  effect,  if  any,  is  extensively  debated  and  unclear, 
and  will  not  be  described  in  this  paper. 


Absorption 

Knowledge  of  the  spatial  propagation  of  the  plasma 
after  the  onset  of  breakdown  becomes  critical  in  the  design 
and  use  of  the  surgical  tool.  The  beam  must  be  focused  in 
the  eye  such  that  migration  of  the  plasma  will  not  cause 
damage  to  healthy  tissue. 

In  both  gases  and  solids,  observation  of  the  primary 
plasma  (the  plasma  forming  in  the  region  of  highest  inten¬ 
sity)  indicates  that  it  is  pear  shaped,  with  the  wide  bulb 
propagating  upstream  toward  the  focusing  lens.  This  shape 
is  believed  to  be  caused  by  rapid  absorption  and  heating  at 
the  leading  edge  of  the  plasma  which  serves  as  a  preioniza¬ 
tion  mechanism  for  the  remaining  incident  light  (Ref 
21:3817) . 


Measurements  of  plasma  absorption  have  shown  that  50 


to  90%  of  the  beam  is  absorbed  or  scattered  in  the  breakdown 
process.  With  nanosecond  pulses  and  intensities  somewhat 
above  threshold,  the  probability  of  plasma  formation  down- 


stream  of  the  initial  plasma  becomes  high.  This  is  due  to 
the  plasma  expanding  with  time  and  becoming  more  and  more 
transparent  to  the  incident  radiation  which  can  then  create 
a  breakdown  beyond  the  initial  plasma  (Ref  18:74).  Plasma 
absorption  and  subsequent  heating  and  expansion  has  been 
proposed  by  Bettis ,  House,  and  Guenther  as  the  damage 
mechanism  in  solids.  Based  on  this  premise,  they  have 
demonstrated  the  damage  intensity  threshold  to  be  inversely 
proportional  to  the  square  root  of  pulse  duration  and 
inversely  proportional  to  focused  spot  diameter  (Ref  22). 

Shock  Wave 

The  explanation  of  the  shockwave  associated  with 
plasma  formation  follows  a  number  of  theories.  The  types 
of  waves  theorized  include  a  detonation  wave  driven  by 
plasma  absorption,  and  a  radiation  transport  wave  whereby 
the  radiated  thermal  energy  from  the  plasma  ionizes  material 
behind  the  plasma  which  then  readily  absorbs  laser  radiation 
(Ref  18:68,  70).  Regardless  of  the  exact  expansion  mecha¬ 
nism,  it  is  important  to  understand  the  characteristics  of 
the  shock  wave  in  materials,  especially  water,  for  this 
project. 

Using  both  Nd-YAG  and  ruby  lasers  with  peak  powers 

less  than  SMV^,  shock  waves  at  the  plasma  region  of  up  to 

233  kbars  with  velocities  of  0.7  cm/ sec  have  been  reported. 

These  values  seem  fairly  consistent  throughout  the  literature 

(Ref  23:282;  24:46).  With  the  pressure  wave  assumed  to 

2 

radiate  outward  radially  from  the  plasma,  a  1/r  dependence 
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can  be  predicted  in  a  homogeneous  medium  where  r  is  the 
distance  from  the  plasma  center  to  the  pressure  wave  front. 
Thus,  with  the  initial  plasma  having  a  radius  on  the  order 
of  10 's  of  microns,  it  can  be  seen  that  the  pressure  wave 
is  substantially  reduced  when  distances  on  the  order  of 
millimeters  are  achieved — in  other  words,  distances  con^a- 
rable  to  those  needed  for  the  wave  to  reach  the  retina  from 
a  plasma  formed  at  the  posterior  capsule.  The  exact 
pressure  amplitude  of  a  wave  needed  to  cause  retinal  damage 
has  not  yet  been  determined.  But  the  work  of  Aron-Rosa  and 
of  Fankhauser  and  van  der  Zypen  on  human  subjects  has  shown 
no  retinal  damage  to  any  patients,  even  after  multiple 
laser  firings  in  the  eye  (Ref  5;  6). 


IV.  Design  Theory 


Introduction 

A  basic  understanding  of  biological  reactions  in  the 
eye  and  of  plasma  physics,  and  their  correlation  to  laser 
beam  parameters,  has  been  achieved.  The  goal  of  this 
chapter  is  to  create  the  theoretical  basis  needed  for 
designing  a  system  which  focuses  laser  radiation  in  the  eye 
for  the  purpose  of  initiating  optical  breakdown.  After  a 
summary  of  Gaussian  optics,  analyses  will  be  performed  on 
optical  focusing  of  a  Gaussian  beam  both  in  air  and  in  the 
eye. 

The  results  are  applicable  to  any  laser  system,  but 
are  especially  important  to  the  one  involved  in  this 
thesis.  This  is  so  because  the  design  of  the  focusing 
optics  represents  one  of  the  few  system  parameters  not 
fixed  by  the  given  laser.  Hence,  the  analyses  of  this 
chapter  will  be  important  in  designing  the  focusing  optics. 

Focusing  of  a  Gaussian  Beam 

When  a  laser  emits  a  beam  of  a  single  transverse  mode 
(TEMqq)  with  a  Gaussian  intensity  profile,  the  beam  is  well 
defined  mathematically  and  easily  modeled.  In  addition, 
the  equations  describing  the  characteristics  of  the  beam  as 
it  propagates  through  an  optical  system  become  enormously 
simplified  compared  to  the  propagation  of  a  multiple  mode 
Gaussian  beam  or  a  non-Gaussian  beam.  The  design  takes 
advantage  of  this  simplification. 
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A  Gaussian  beam  can  be  described  as  follows.  Assuming 
the  beam  propagates  along  the  z-axis  in  the  positive  z 
direction,  the  point  z^o  is  defined  as  the  location  of  the 
beam  waist  or  focus  where  the  spotsize  is  a  minimum  and  the 
wavefront  is  planar.  The  spotsize  or  beam  radius,  w(z) ,  at 
any  position  z  describes  the  orthogonal  distance  from  the 
beam  axis  to  the  point  where  the  becun  intensity  is  1/e  of 
the  maximum  intensity  which  occurs  at  the  beam  axis. 
Finally,  the  Rayleigh  range,  z^^,  is  defined  as  in  Chapter 
III  on  page  26.  The  above  definitions  are  depicted  in 
Figure  5.  Note  that  spotsizes  are  defined  as  the  radius  of 
the  beam  and  not  the  diameter. 

In  order  to  limit  the  spatial  extent  of  the  plasma 
formation,  the  Rayleigh  range,  which  provides  a  relative 
measure  of  the  axial  extent  of  the  focal  voliune,  should  be 
minimized— thus  minimizing  the  extent  in  the  eye  where  the 
laser  intensity  is  above  breakdown  threshold. 

The  Rayleigh  range  is  given  by 


Zj^-(irWo*)/X 


[1] 


where  w^  and  X  are  the  beam  waist  spotsize  and  wavelength 
respectively  (Ref  25:32).  Note  the  benefit  of  a  reduced 
focused  spotsize  when  minimizing  z^^,  enabling  a  greater 
power  density  at  the  focus  for  a  fixed  beam  power.  Also, 
when  one  considers  the  far  field,  half  angle,  beam  diver¬ 
gence  given  by 
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Figure  5.  Description  of  a  Gaussian  Beam 

(a)  Beam  cross  section 

(b)  Beam  intensity  (I)  profile 

0=X/(*Wq)  »  Wq/Zjj  rad  [ 

{Ref  25:33)  it  becomes  evident  that  the  beam  spread  becomes 
larger  for  decreased  Zj^.  The  larger  beam  spread  provides 
yet  another  benefit,  namely  a  greater  rate  of  reduction  of 
beam  intensity  with  distance  from  the  focus  and  hence  a 
lower  risk  of  damage  to  parts  of  the  eye  both  forward  of 
and  behind  the  focus.  In  other  words,  any  decrease  in  z_ 


implies  a  smaller  beam  waist  and  a  larger  divergence  (or 
convergence  due  to  symmetry  about  z^O) . 

It  can  also  be  shown  that  by  focusing  a  Gaussian  beam 
with  a  lens  of  focal  length  f,  the  relationship  of  the 
focused  waist  spot size  (now  referred  to  as  ^^2^ 
unfocused  waist  spotsize,  given  by 

(l/Wo2)*=(l/Woi*)  (l-(z^/f))a+(l/fa)  (irw^^/X)*.  [3 

Here  z^  is  the  distance  from  the  unfocused  waist  to  the 
lens.  The  parameters  of  Equation  3  are  illustrated  in 
Figure  6.  Equation  3  illustrates  (after  close  examination) 


Figure  6.  Focusing  of  a  Gaussian  Beam 

that  the  larger  the  waist  of  the  beam  incident  on  the 
focusing  lens  (Wq^)  ,  the  smaller  the  focused  waist  spotsize 
(Wq2) !  and  hence  the  smaller  the  focused  Rayleigh  range 
(Zp,) •  This  demonstrates  the  advantage  of  expanding  the 


initial  laser  beam  before  focusing  it  in  the  eye.  After 
the  focused  spotsize  is  calculated,  the  spotsize  at  a 
distance  z  from  z^^  given  by 

w(z)=WQ2[l+(X2/(irWQ2*))*]**  [4] 

With  Equations  1  through  4,  one  can  solve  a  typical 
problem  to  illustrate  the  effectiveness  of  beam  expansion 
for  x-l«06ym  (Nd-YAG) .  Beeun  intensity  is  calculated  at  the 
beam  focus  and  for  given  intervals  of  distance  beyond  the 
waist  for  a  fixed  value  of  peak  power  and  focal  length. 

The  calculations  are  performed  twice,  first  with  a  waist 
size  of  0.8247inm  for  the  unexpanded,  raw  laser  beam  incident 
on  the  focusing  lens,  corresponding,  as  will  be  shown 
later,  to  the  actual  theoretical  value  for  the  given 
system.  The  second  calculation  is  made  using  an  input  beam 
waist  spotsize  of  4.1235mm,  corresponding  to  the  acutal 
value  of  the  system's  expanded  beam  associated  with  a  5x 
becuti  expander.  For  both  cases,  f-40.95mm.  The  results  are 
plotted  in  Figure  7.  Mote  that  the  expanded  beam  has  a 
higher  peak  power  density  due  to  the  smaller  waist  size, 
and  a  more  rapid  drop  in  power  density  with  distance  due  to 
the  increased  beam  divergence  of  the  focused  beeun  (32)* 

Increasing  @2 — either  through  greater  beam  expansion 
(increase  ,  reduction  in  focal  length  (decrease  f) ,  or 
a  combination  of  the  two — to  achieve  the  benefits  of  a 


Figure  7.  Irradiance  vs.  Distance  from  Becun  Waist 


reduced  limitations  based  on  two 

constraints. 

The  first  constraint  is  based  on  the  effects  of  the 
focusing  lens  on  the  beam.  Note  from  Equation  3  that  the 
focused  waist  spotsize, 


is  roughly  proportional  to 


increased 


f/wQj^=2f#.  Therefore,  if  f  is  decreased  or 
in  order  to  achieve  a  larger  62#  the  f#  is  decreased.  But 
decreasing  the  f#  also  increases  the  magnitude  of  the 
longitudinal  spherical  aberration  function  for  simple 
lenses,  creating  the  possibility  of  extending  the  plasma 
region,  as  described  in  Chapter  III,  if  certain  precautions 
are  not  taken.  Recall  that  extending  the  plasma  region 
leads  to  imprecise  focusing  on  the  posterior  capsule. 

The  second  constraint,  which  sets  an  upper  limit  on 
the  value  of  e2»  occurs  when  the  beam  is  moved  from  focusing 
in  air  to  focusing  in  the  eye.  Because  of  the  importance 
of  the  second  constraint,  it  will  be  described  in  detail 
below. 

Beam  Focusing  in  the  Eye 

The  second  constraint  is  based  on  the  limiting  aperture 
created  by  the  iris.  Before  analyzing  this  constraint, 
some  new  notation  will  be  defined. 

Because  of  the  symmetry  of  the  Gaussian  beam  in  air 
about  the  z=0  point  (the  beam  waist) ,  the  far  field  beam 
divergence  equals  the  far  field  beam  convergence.  Thus, 
referring  to  Figure  6,  when  focusing  a  Gaussian  beam  in 
air,  the  far  field  half  angle  of  convergence  =  02.  Hence¬ 
forth,  this  angle  of  convergence  will  be  called  the  focusing 
beam  cone  half  angle  and  the  full  angle  of  convergence  will 
simply  be  called  the  cone  angle.  When  focusing  the  beam  in 
the  eye,  the  refractive  effects  of  the  cornea  and  lens 
cause  a  difference  between  the  cone  half  angle  into  the  eye 


and  the  beam  divergence  beyond  the  focus  located  in  the 
vitreous.  Increasing  the  cone  angle  at  the  corena  will 
still  produce  the  desired  effects  in  the  eye  of  a  small 
Rayleigh  range  and  small  focused  spotsize. 

The  focusing  cone  half  angle  can  be  increased  only  to 
the  point  where  the  iris  blocks  part  of  the  incident  beam 
and  runs  the  risk  of  being  damaged  by  the  laser  pulse  (see 
Figure  8) . 


Cornea  Irls/Lens  Retina 


Gji  Cone  Half  Angle  Acttjal  Beam 

*  Beam  in  Air 


Figure  8.  Focusing  in  the  Eye 

To  evaluate  the  upper  limit  on  the  input  beam  cone 
angle  at  the  surface  of  the  cornea,  the  effect  of  the  eye 
on  the  beam  must  be  considered,  necessitating  the  creation 
of  an  optical  model  of  the  eye. 


The  eye  is  modeled  rather  simply  using  standard  radii 
of  curvature  for  the  corneal  surfaces  and  measured  indices 


of  refraction  for  the  humors  and  the  cornea  of  a  typical 
adult  human  eye.  A  complication  arises  with  the  human  lens 
which  has  a  complex  structure  providing  it  with  an  index  of 
refraction  which  varies  with  distance  and  a  shape  which 
changes  as  the  eye  accommodates  to  view  objects  at  varying 
distances.  As  a  simplification,  the  lens  can  be  assumed  to 
have  the  homogeneous  index  of  refraction  and  curvatures 
given  in  Figure  9  below  which  provides  an  overall  optical 
model  of  the  eye  (Ref  26:47). 


do  not  respond  to  the  drug  or  else  have  contracted  one  of  a 
number  of  diseases  which  prevents  the  pupil  from  dilating. 
Hence,  to  insure  flexibility  of  the  laser  device,  it  must 
be  designed  to  handle  all  possible  situations. 

Utilizing  the  above  eye  model,  one  wants  to  find  the 
maximum  allowable  cone  angle  in  air,  at  the  cornea,  for  the 
beam  to  pass  unhindered  through  the  pupil  to  be  focused  at 
a  given  point  between  the  posterior  capsule  and  the  retina. 
In  addition  to  providing  design  constraints  on  a  system  to 
open  the  posterior  capsule,  this  analysis  will  enable  one 
to  study  the  feasibility  of  using  the  laser  system  to  break 
vitreous  strands  which  occur  anywhere  between  the  lens  and 
the  retina. 

This  analysis,  using  matrix  techniques  (Ref  32) ,  is 
based  on  solving  a  set  of  simultaneous  equations  created  by 
the  constraints  of  a  3mm  pupil  diameter  and  the  location  of 
the  final  beam  focus  at  a  distance,  d,  behind  the  posterior 
capsule.  The  use  of  Gaussian  optics  proved  to  be  unexpect¬ 
edly  cumbersome  due  to  the  propagation  of  complex  variables 
required  to  describe  the  laser  beam,  and  demonstrated  the 
need  for  simplifying  approximations.  The  approximation 
chosen  used  geometrical  ray  optics  to  solve  for  the  maximum 
input  ray  angle  for  a  given  location  of  the  geometrical 
focus  behind  the  posterior  capsule.  A  determination  of  the 
accuracy  of  this  assumption  is  crucial.  The  justification 
is  provided  below  in  general  terms  with  the  details  provided 
in  Appendix  A. 


The  distance  from  the  output  of  an  optical  system 

A  B 

described  by  the  2x2  ray  trace  matrix,  ,  to  both  the 

geometrical  ray  focus  and  Gaussian  beam  focus  (waist)  will 
be  found  and  compared.  This  method  is  depicted  in  Figure 
10  below. 


Figure  10.  Model  used  in  Analyzing  the 
Geometric  Approximation 


For  the  following  derivation,  the  subscript  "1"  refers  to 
the  beam  incident  on  the  optical  system.  Therefore, 
and  Wq^  refer  to  the  Rayleigh  range  and  waist  spotsize  of 
the  incident  beam  as  if  it  were  focused  in  air  and  not 
transmitted  through  the  system  (see  Figure  8,  page  38). 

The  subscript  "2"  refers  to  the  output  beam  from  the 
optical  system.  For  the  geometrical  case,  the  distance  z.' 
for  the  location  of  the  geometrical  focus  from  the  system 
output  is  found  (Appendix  A)  to  be 


z 


,  A(w  /0  )-B 
2=— i - i - 


-C(w^/0^)+D 


[5] 


This  result  xests  on  the  assumption  that  the  input  to  the 


system  is  in  the  far  field  (i.e.  the  ray  angle  and  elevation 
are  equivalent  to  the  input  cone  angle  of  the  Gaussian  beam 


(e^)  and  Gaussian  spotsize  (w^)  at  the  input  to  the  system). 
For  the  Gaussian  case,  it  can  be  shown  (Appendix  A)  that 


^A(-z,+jZj^^)+B 


C(-ZT+jZj^j^)+D 


[6] 


By  multiplying  both  numerator  and  denominator  of  the  right 
side  of  Equation  6  by  the  complex  conjugate  of  the  denomi¬ 
nator  and  equating  real  parts,  it  is  found  that 


_(AZj^-B)  (-Cz^+D)-z»jAC 
(-Cz^+D) (-Cz^+D)+z|^C» 


[7] 


where  z^^j^  is  the  Rayleigh  range  of  the  input  beam.  By 
again  assuming  operation  in  the  far  field,  the  square  of 
the  waist  spotsize  of  the  input  beam,  is  much  smaller 

than  Wj^  *  ,  and 

z^»=(w^>-wgj) (l/e)>s(w^/e)a  [8] 


Sxibstituting  this  result  into  Equation  5  yields 


-Cz,+D 


[9] 


[10] 


At  the  seune  time, 
by  Equation  1 


the  condition, 

,  so  Equation  7  becomes 


implies 


^2“ - i - -^2 

(-Cz^+D) 


Thus,  it  has  been  shown  that  the  geometric  approximation 
is  valid  with  the  assumption  wgj^<<w^*,  a  condition  which 
would  be  met  anyway,  as  stated  earlier,  in  order  to  minimize 
the  focal  volume. 

With  knowledge  that  the  geometrical  approximation  is 
valid  for  laser  beam  propagation,  the  calculation  of 
maximum  cone  angles  allowable  when  irradiating  the  eye  can 
proceed  as  follows.  Using  the  optical  model  of  Figure  9, 
and  labeling  the  input  plane  of  the  cornea  as  reference 
plane  (RP)0,  the  plane  of  the  iris  as  RPl  and  the  focal 
plane  behind  the  lens  as  KP2;  the  matrix  associated  with 
ligxit  propagation  the  eye  from  the  surface  of  the  cornea  to 
the  plane  of  the  iris  is 


2.556“|r  1  0“|[i  0.746’]  r  1  0*| 

Ip  1  Jll. 4286x10"^  1.  p  1  ^  -4.25xl0~^  ^ 


Anterior 

Chamber 


Cornea 


[fO.8632  3.305] 
-0.04113  l.OOlJ 


[11] 
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The  matrix  describing  light  propagation  in  the  eye  from  the 
cornea  to  a  distance,  d,  behind  the  posterior  capsule  is 
given  by 


,7275  -  0.04655d) 
-0.06191 


(5.944  +  0.6531d)* 
0.8687 


At  the  plane  of  the  iris  the  ray  vector  is  given  by 


or 


Y^=+0 . 8632Yq+3 . 305Vq 
Vj=-0 . 04113Yq+1 .OOIVq 


Here  we  are  using  the  convention  that  the  elements  Y^  and 
are  the  ray  height  above  the  optical  axis  and  reduced 
ray  angle  in  radians,  respectively,  at  a  given  point  along 
the  optical  axis,  as  shown  in  Figure  11  page  45.  Similarly 


or 


¥2* (0. 7275-0. 04655d)YQ+ (5. 944+0. 6531d)VQ 
V2—0 . 06191Yq+0 . 8687Vq 

Applying  the  constraints  of  a  3inm  diameter  pupil  (Y^^l.Smm) 
and  a  focus  at  distance  d  behind  the  capsule 
solving  for  the  input  cone  half  angle,  Vg'VQ/n^ (n^*index  of 
refraction  at  location  i)  gives 

VQ=^0=(0.08089d-1.2642) ^  ^  ^ ^ 

1  (0.83133d+3.1586) * 

Equation  14  is  graphically  depicted  in  Figure  12  on  page 
46. 

An  analysis  of  Figure  12  indicates  a  rapid  reduction 
of  allowable  input  cone  angles  when  moving  the  focus  from 
the  capsule  toward  the  retina.  At  the  posterior  capsule 
the  full  output  cone  angle  is  approximately  45*;  at  a 
distance  15mm  further  on  toward  the  retina,  the  cone  angle 


45 


has  dropped  to  several  degrees.  While  the  error  ot  this 
analysis  increases  with  distance  d  as  the  geometrical  ray 
optics  approximation  becomes  more  and  more  invalid  (i.e. 

Vn,  approaches  w. ) ,  it  is  clear  that  attempting  to  create  a 
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Figure  12.  Maximum  Allowable  Cone  Angle  at 
Cornea  Consistent  with  a  Focus 
Behind  the  Posterior  Capsule 


breakdown  plasma  more  than  a  few  millimeters  behind  the 
capsule  is  not  very  feasible.  Appendix  B  describes  in 


6 


detail  an  extension  of  the  above  analysis  to  calculate  the 
corresponding  spotsize,  w(z),  incident  on  the  retina  when 
the  laser  is  focused  at  various  distances  d^^  given  in 
Figure  12.  Figure  13  is  a  plot  of  the  results  of  this 
extension. 
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Figure  13.  Retinal  Spotsizes  Resulting  from  Focusing 
Behind  the  Posterior  Capsule  with  Maximum 
Input  Cone  Angle 

Mote  especially  the  small  spotsizes  of  the  laser  beam 
striking  the  retina  as  the  laser  beam  is  focused  farther 
and  farther  beyond  the  posterior  capsule.  Such  ssiall 
spotsizes  clearly  mean  high  power  densities  on  the  retina, 
leading  to  potentially  grave  retinal  damage.. 


System  Design  and  Theoretical  Performance 


The  experimental  set  up,  as  shown  in  the  schematic  of 
Figure  14,  consists  of  a  high  power  Nd-YAG  laser  beam 
propagating  collinearly  with  a  low  power  He-Ne  aiming  beam. 
The  two  beams  pass  through  an  adjustable  attenuator  and 
flexible  articulated  arm  on  their  way  to  the  ophthalmic 
slitlcunp.  The  focusing  optics — a  beam  expander  and  lens 
system — are  used  to  focus  the  two  beams  on  the  target.  The 
beam  expander,  lenses,  and  target  are  all  mounted  on  the 
slitlamp  which  contains,  in  addition,  an  adjustable  binoc¬ 
ular  system  for  viewing  the  breakdown  phenomena  in  test 
cells  and  eyes. 


Lasers 

The  primary  laser,  the  Nd-YAG,  is  a  Quantel  Model 
YG482cm,  consisting  of  one  resonator  and  two  amplification 
stages.  Since  the  beam  is  normally  highly  diffracted  after 
passing  through  the  amplifier  stages,  resulting  in  a 
non-Gaussian  intensity  profile,  only  the  resonator  stage 
was  utilized.  Sacrificing  the  amplifier  stages  led  to  a 
large  decrease  in  output  power,  but  guaranteed  a  beam 

profile.  Since  the  theoretical  calculations  are  all  based 
on  a  TEMqq  Gaussian  beam,  the  results  would  only  be 
meaningful  with  that  condition  met. 

The  resonator  cavity  is  plano-concave,  of  length  107cm 
with  a  7mm  diameter  x  90mm  long  Nd-YAG  rod  spaced  53.5mm 
from  the  plane  (output)  mirror.  The  rear  mirror  consists 


System  Schematic 


of  high  reflective  (HR)  coated  fused  silica  with  a  Sm 


radius  of  curvature  (R^)  and  a  diameter  (D^)  of  2.1cm. 

The  output  mirror  is  of  flat-flat  fused  silica  design 
with  thickness  t«8mm  and  diameter  D2’*2.1cm.  The  laser  is 
actively  Q-switched  by  a  Pockel*s  cell  mounted  between  the 
rod  and  rear  mirror.  An  aperture  between  the  Q-switch  and 
the  rod  provides  selection  of  the  TEMqq  mode.  The  laser 
cavity  is  schematically  depicted  in  Figure  15. 


Frgure  15.  Nd-YAG  Laser  Cavity 


The  theoretical  analyses  of  the  beam  parameters,  which 
follow  at  the  end  of  this  chapter,  are  based  on  the 
propagation  of  a  spherical  Gaussian  TEMqq  beam  and  are  only 
accurate  when  the  spotsizes  at  the  resonator  mirrors  are 
smaller  than  the  mirrors  themselves,  thus  eliminating 
diffraction  problems.  If  one  makes  use  of  Equation  15,  a 
relationship  between  the  transmitted  power  (P)  and  the 
total  power  (Pq)  incident  on  an  aperture  of  radius  "a”,  for 
a  TEM..  Gaussian  beam  of  spotsize  w  at  the  aperture. 


1-exp  (-2a‘/w‘) 
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one  can  show  that  so  long  as  a>1.5w,  99%  of  the  incident 
energy  is  transmitted  by  the  aperture,  and  no  additional 
diffraction  effects  are  introduced  by  the  aperture  (Ref 
25:35).  The  spotsizes  at  the  rear  mirror  and  output 
mirror,  respectively,  are  given  by  (Ref  25:30) 


where 

gj^=l-L/Rj  and  g2=l-L/R2  [17 

where  L  is  the  reduced  length  of  the  cavity,  that  is,  the 
actual  length  adjusted  for  the  different  indices  of 
refraction  of  the  rod,  polarizers,  and  Q-switch  crystal. 

For  this  resonator,  1,^101. 1cm. 

For  the  given  laser  Equation  16  yields,  w^>0. 9233mm 
and  W2-O. 8247mm.  Upon  Inspection,  then,  since  "a”  for  each 
is  10.5mm,  the  cavity  mirror  limitation  a>1.5w  is  well  met. 

Two  100%  reflecting  sapphire  mirrors  deflect  the 
Nd-YA6  beam  to  the  input  of  the  articulated  arm.  Through 


the  second  mirror,  a  beam  from  a  Spectra  Physics  Model 
132-01,  5mW  He-Ne  laser  is  directed  such  that  at  the 
reflecting  surface,  the  two  beams  become  collinear. 


Beam  Attenuator 

Because  of  difficulty  locating  a  commercial  beam 
attenuator  capable  of  handling  the  high  projected  peak 
power  densities  of  the  laser,  a  "led^oratory”  version  was 
improvised  using  a  thin  glass  microscope  slide  rotatable  on 
a  horizontal  axis  (perpendicular  to  the  optical  axis) 
through  a  known  angle  between  O'*  and  50**.  The  beam  attenu¬ 
ation  which  occurs  is  given  accurately  by  the  Fresnel 
equations  which  describe  the  percent  of  reflected  and 
transmitted  light  for  any  angle  of  incidence  for  any 
dielectric  interface.  The  exact  equations  which  describe 
the  reflectance  as  a  function  of  angle  of  incidence  were 
not  needed  for  the  given  system  because  the  attenuator  was 
physically  calibrated  by  measuring  transmitted  energy  as  a 
function  of  angle  of  rotation  of  the  glass  slide. 


Articulated  Arm 

For  a  laser  beam  to  be  useful  as  a  surgical  tool,  it 
must  be  accurately  translatable  in  three  dimensions, 
enabling  the  user  to  quickly  and  precisely  vary  the  aim 
point  of  the  laser.  Laser  surgical  system  designs  generally 
utilize  two  different  beam  transfer  mechanisms;  fiber 
optics  for  relatively  low  power  systems,  or  a  flexible 
system  of  mirrors  known  as  an  articulated  arm.  Because  of 


the  higher  reliability,  and  virtual  lack  of  alignment 

problems,  a  fiber  optic  system  was  investigated  for  use  in 

the  system  and  a  brief  explanation  follows  as  to  why  this 

alternative  was  ultimately  dismissed. 

The  feasibility  study  was  based  on  two  criteria. 

First,  the  fiber  or  fiber  bundle  must  be  able  to  handle 

peak  power  densities  of  lOMW/cross  sectional  area  of  the 

fiber.  Secondly,  pulse  power  and  both  temporal  and  spatial 

becUR  characteristics  must  not  be  severely  degraded.  The 

first  criterion  has  been  shown  to  be  possible  (Ref  28)  in 

unglued  5mm  dicuneter  fiber  bundles  of  a  silica  core  where 

2 

input  power  densities  for  X=1.06)jm  of  up  to  1.61  GW/cm 

were  successfully  transmitted.  However,  for  a  single  fiber 
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of  cross  section  40.7x10  cm  ,  the  input  power  density 
limit  would  be  exceeded. 

The  second  criterion,  however,  even  with  a  fiber 
bundle,  cannot  be  met.  The  diffraction  effects  of  a  fiber 
bundle,  acting  as  an  array  of  circular  apertures,  would 
produce  an  output  beam  far  removed  from  a  pure  TEMqq 
mode — on  which  present  calculations  are  based — and  at  the 
same  time  inhibit  the  ability  to  focus  down  to  as  small  a 
spot  as  desired.  For  this  reason,  an  articulated  arm, 
rather  than  a  fiber  optic  bundle,  was  used  in  the  system 
design. 

The  articulated  arm  used  in  the  present  system  was  a 
modification  of  an  existing  arm  designed  for  use  in  CO^ 
corneal  surgery  (Ref  2x36-’38).  The  arm  consisted  of  a 


fixed  base  with  a  mirror  set  at  45*  from  the  vertical, 
three  90*  elbows  with  adjustable  45*  mirrors,  and  intercon¬ 
necting  tubing.  The  first  vertical  member  was  rigid  while 
the  horizontal  and  second  vertical  member  were  telescoping 
with  two  elements  each.  A  schematic  of  the  complete  arm  is 
shown  in  Figure  14  on  page  49.  The  base,  elbows  and  outer 
sheathing  of  the  telescoping  arms  were  constructed  of 
lightweight  aluminum,  the  rest  of  the  tubing  of  stainless 
steel  for  rigidity.  Connecting  one  of  the  two  tubes  at 
each  elbow  with  a  bearing,  provided  the  range  of  motion 
needed  for  the  interface  of  the  arm  with  the  slitlamp.  All 
openings  and  tube  diameters  were  much  larger  than  needed  to 
satisfy  the  a>1.5w  criterion  discussed  earlier. 

Highly  polished  copper  (to  lx)  was  used  for  the 
mirrors  due  to  its  availability  and  high  reflectance  (98%) 
at  1.06ym.  The  disadvantage  of  using  copper  lies  in  its 
susceptibility  to  surface  oxidation  which  degrades  system 
performance  with  time.  HR  coated  dielectric  mirrors — which 
had  been  ordered  but  arrived  too  late  to  be  incorporated  in 
the  system — offer  greater  individual  reflectance  and 
eliminate  the  oxidation  problems. 


Focusing  Optics 

At  the  output  of  the  articulated  arm,  the  He-Ne  and 
Nd-YAG  laser  beams  are  directed  through  a  beam 
expander-lens  combination,  to  provide  a  smaller  focused 
spotsize  than  would  otherwise  be  possible  with  an 
unexpanded  beam. 


The  beam  expander,  being  a  preconstructed  unit  from  an 
unrelated  system,  was  of  unknown  optical  material  and 
expansion  power,  and  required  an  analysis  to  determine 
these  parameters.  Assuming  the  optics  to  be  of  either 
optical  crown  or  optical  flint  glass,  the  difference  in  the 
index  of  refraction  between  He-Ne  wavelength  of  632. 8nm  and 
Nd-YAG  wavelength  of  1064nm  is  small  enough  to  conclude 
that  the  properties  of  the  expander  using  either  beam  are 
virtually  the  same.  Using  the  He-Ne  laser,  the  beam 
expander  was  determined  to  be  a  5x  expander  with  a  negative 
meniscus  input  lens  of  focal  length  -2.35cm  and  a  convex- 
convex  output  lens  of  focal  length  10.8cm.  As  will  be  seen 
in  a  following  subsection,  the  7mm  diameter  input  aperture 
satisfied  the  a>1.5w  criterion. 

A  focal  length  of  >35mm  for  the  final  lens  system  was 
chosen  to  provide  as  large  an  input  cone  angle  as  possible 
(up  to  the  limits  set  in  Figure  12)  while  still  allowing  a 
reasonable  working  distance  between  the  lens  and  the  test 
targets. 

The  initial  lens  chosen  and  utilized  was  an  achromat 
lens  doublet  with  f=40mra  providing  nearly  zero  spherical 
aberration  at  x=1.06vim.  Both  glued  and  unglued  doublets 
were  used,  and  both  failed  through  fracture  after  only  a 
few  laser  shots.  The  cause  of  failure  was  determined  to  be 
a  relatively  high  impurity  concentration  in  the  flint  glass 
portion  of  the  crown-flint  combination.  The  system  finally 
used  contained  a  pair  of  plano-convex  lenses  constructed  of 
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high  purity  BK-7,  and  oriented  with  convex  surfaces  in 
contact.  The  individual  lenses  each  have  a  focal  length, 
f»81.91inm,  giving  the  combination  a  focal  length  of  40.95inm 
at  1.06tim  compared  to  a  combination  focal  length  of  40.28mm 
for  632. 8nm  light.  Both  lenses  have  a  diameter  of  22mm.  A 
schematic  of  the  focusing  optics  is  presented  in  Figure  16. 


Figure  16.  Focusing  Optics 


Test  Cells 

A  majority  of  the  experimentation  involved  firing  the 
laser  through  an  artificial  lens  implant  suspended  in  water 
on  a  simulated  posterior  capsule  at  a  known  distance  from 
the  focusing  optics.  This  series> of  experiments  required 
the  construction  of  a  specialized  test  cell. 

The  cell  was  constructed  of  transparent  Plexiglas  with 
the  exception  of  the  two  faces  in  the  path  of  the  beam 
which  were  constructed  of  glass.  A  removable  plastic  frame 
holding  the  target  (a  small  sheet  of  plastic)  could  be 
inserted  in  the  cell  in  the  path  of  the  beam.  The  removable 
lid  of  the  cell  was  slotted  to  allow  movement  of  a  plastic 
slide,  which  holds  the  lOL,  along  the  direction  of  the 


optical  axis.  The  slide  was  kept  under  tension  by  two 
springs  while  being  pushed  by  a  fine  threaded  screw  which 
provided  movement  of  0. 025 ”»0. 635mm  per  rotation.  The  test 
cell  is  illustrated  in  Figure  17  below  and  a  detailed 
drawing  is  provided  in  Appendix  C. 


Figure  17.  Test  Cell 

A  second  prefabricated  cell  was  also  used.  This 
cubical  glass  cell,  smaller  than  the  specialized  cell 
described  above,  measured  approximately  2.5mm  along  an  edge 
and  was  used  to  hold  various  fluids  on  which  breakdown 
threshold  measurements  were  conducted. 


Theoretical  Beam  Analysis 

Having  discussed  the  system  components,  a  theoretical 
analysis  of  the  beam  parameters  at  different  points  in  the 
system  will  be  performed  using  matrix  optics  techniques  to 
propagate  the  TEMqq  Gaussian  beam  from  its  theoretical 


waist  location  at  the  cavity  side  of  the  laser  output 
mirror. 

The  system  can  be  modeled  as  shown  in  Figure  18.  For 
the  calculations  to  follow,  all  lengths  are  in  cm. 


Figure  18.  Laser  System  Model 


The  spotsize  at  z^ ,  the  entrance  of  the  beam  expander 
is  determined  from  Equation  4  by  letting  z  equal  the 
reduced  path  length  between  z^  and  z^.  The  result  is 
w(z^)bO. 14091cm.  Thus,  the  2.82mm  beam  diameter  at  z^  is 
well  within  the  a>1.5w  criterion  for  the  7mm  aperture  of 
the  beam  expander. 

Using  the  matrix  which  describes  the  system  from  z^  to 
the  output  of  the  beam  expander,  values  for  the  waist 
spotsize,  divergence,  and  waist  location  (Zq2)  input 
beam  to  the  focusing  lens  were  found  to  be  w^^'O^^l^lScm, 
(irWQ2)"82.130  rad,  and  ZQ2“**6S98.8cm.  The  negative 
Zq2  implies  that  the  waist  of  the  output  beam  from  the  beam 
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expander  is  virtual  and  located  left  of  z^. 

With  this  information.  Equations  2  and  3  can  be 
applied  to  the  focusing  lens  with  the  results, 

WQ2=l*9612ym 

02=9.894“ 

Mote  that  the  values  found  for  ai'd  '>^q2  those 
used  for  one  of  the  curves  in  Figure  7  on  page  36. 

The  results  of  the  above  analysis,  then,  predict  a 
focused  spot  dicuneter  of  3.922ym  with  an  11.357um  Rayleigh 
range  in  air.  These  values  will  not  vary  significantly 
when  focusing  in  the  fluids  of  the  test  cell,  but  will 
differ  when  focusing  in  the  eye  due  to  the  effects  of  the 
curved  cornea  and  lens  on  the  complex  radius  of  curvature 
of  the  focusing  beam.  The  above  values  of  the  beam  param¬ 
eters  in  air  can  be  extended  to  the  case  of  focusing  in  the 
eye  through  the  use  of  the  beam  divergence  value,  9^, 
and  the  graph  and  associated  equations  of  Figure  13. 

The  value  of  the  aberration  function  for  the  focusing 
lens  is  worked  out  in  detail  in  Appendix  D  and  yields  a 
value  of  4.9X.  Mote  the  comparison  with  the  value  for  a 
single  plano-convex  lens  of  f-40mm  which  is  10. IX,  where 
the  plano-convex  shape  is  optimal  for  single  lenses  without 
resorting  to  aspherics.  Therefore,  the  lens  combination 
does  yield  better  performance  than  the  single  lens  but  is 


still  approximately  five  times  larger  than  the  lx  criterion 
discussed  in  Chapter  III.  This  discovery,  however,  was 
made  too  late  in  the  experimentation  to  modify  the  system 
to  a  less  severely  aberrated  form.  The  calculations  of  the 
focused  spot  diameter  and  hence  calculations  of  threshold 
intensity  values  will  be  accurate;  however,  the  use  of  the 
Rayleigh  range  as  a  measure  of  the  length  of  the  focal  area 
will  theoretically  suffer  slight  inaccuracies  due  to  the 
longitudinal  spherical  aberration,  the  exact  amount  of 
which  was  not  calculated. 

The  final  theoretical  analysis  involves  the  determina¬ 
tion  of  the  difference  between  the  focal  lengths  of  the 
focusing  lens  for  the  Nd-YAG  beam  and  for  the  He-Ne  beam. 
The  importance  of  this  calculation  is  that  it  will  give  an 
indication  of  the  location  of  the  Nd-YAG  focus  when  the 
He-Ne  focus  is  placed  at  a  given  spot  in  the  eye. 

The  two  values  for  the  indices  of  refraction  for 
BK-7 — n=l. 50664  at  X*1.064ym  and  n-1. 51509  at 
X-632.8nm — along  with  the  value  for  the  radius  of  curvature 
for  the  individual  lens  (41.4978mm),  gives  the  desired 
results.  For  the  Nd-YAG  beam,  f-40. 9539mm  and  for  the 
He-Ne  beam,  f»40. 2820mm,  where  the  given  focal  length  is 
for  the  lens  combination.  The  closeness  of  the  two  values 
indicates  that  the  difference  in  focus  locations  when 
irradiating  the  eye  is  on  the  order  of  hundreds  of  microns, 
much  less  then  the  precision  to  which  the  ophthalmologist 
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srimental  Procedures  and  Results 


Introduction 

The  experimental  procedures  consisted  of  a  measurement 
of  beam  parameters  with  a  comparison  to  the  expected  values 
calculated  in  Chapter  V  followed  by  a  series  of  tests  on 
the  effects  of  the  beam  on  a  newly  developed  glass  lOL. 


Beam  Parameter  Measurements 

The  results  of  all  the  beam  effects  tests  depend  on 
accurate  knowledge  of  the  beam  pulsewidth,  energy,  and 
focused  spot  diameter. 

The  pulsewidth  was  measured  using  an  EG&G  Model  580 
radiometer  detector  head  with  narrow  beam  adapter,  externally 
biased  with  •940VDC,  to  detect  scattered  radiation  from  an 
illuminated  glass  microscope  slide  placed  at  the  output  of 
the  focusing  lens.  The  resultant  signal,  displayed  on  a 
Tektronix  Model  7904  oscilloscope  with  a  Model  7A16A  input 
amplifier  module  and  a  Model  7B92  time  base  module,  indicated 
a  full  width  at  half  maximum  time  of  27ns  (see  Figure  19) . 

The  EG&G  Model  580  radiometer  and  narrow  beam  adapter 
was  also  used  for  measurement  of  pulse  energy,  after  a 
precision  calibration  was  performed  at  the  start  of  the 
experimental  work.  All  pulse  energies  listed  in  the 
remainder  of  the  paper  have  a  maximum  standard  deviation 
value  of  14.5%.  This  value  is  a  combination  of  the  errors 
arising  from  the  radiometer  calibration  and  the  maximum 
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Figure  19.  Output  Pulse  Shape 

random  error  calculated  from  a  twenty  shot  average  value 
for  each  measurement. 

Pulse  energies  were  not  measured  during  the  actual 
experimental  testing.  Rather,  energies  measured  at  a  given 
laser  lamp  voltage  setting  and  at  10  **  increments  of  beam 
attenuator  angle  before  the  tests  began,  were  used.  A  beam 
energy  check  midway  through  the  testing  revealed  no  discrep' 
ancies  with  the  initial  measurements.  The  maximum  pulse 
energy  available  at  the  output  of  the  slitlamp  optics,  with 
a  0*  attenuator  setting  and  2.0KV  to  the  laser  lamp,  was 
found  to  be  10.89mJ. 

The  most  difficult  of  the  beam  parameters  to  measure 
is  the  focused  spotsize  in  air.  The  high  peak  power 
density  and  a  spotsize  on  the  order  of  microns  rendered 
thermally  sensitive  photographic  paper  useless.  The 
measured  values  of  80-200 ym  on  thermal  paper  were  probably 


caused  by  a  "bleeding"  from  the  large  energy  densities  at 

the  focus.  The  use  of  photographic  paper  with  no  thermal 

response  at  1.06ym  was  also  attempted,  resulting  in  an 

impact  area  of  fiber  damage  with  a  central  perforation. 

The  minimum  spotsize  diameter  obtained  with  this  method 

were  28.58ym  for  the  outer  damage  area  with  a  lO.Tlym 

perforation.  The  obvious  question — which  of  the  two 

2 

figures,  if  either,  corresponds  closest  to  the  1/e  inten¬ 
sity  points  of  the  beam — could  not  be  answered  until  an 
alternative,  definitive  method  could  be  found. 

The  method  decided  upon  was  an  indirect  application  of 
a  technique  proposed  by  Yoshida  and  Asakura  (Ref  28) 

whereby  an  opaque  ribbon  is  placed  centrally  in  the  path  of 
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the  beam  and  the  1/e  intensity  points  are  determined 
mathematically  from  the  ratio  of  transmitted  power  to 
incident  power.  For  the  given  system  a  ribbon  could  not  be 
placed  at  the  beam  focus.  Alternatively,  two  measurements 
were  obtained  well  into  the  far  field  beyond  the  focus,  at 
a  known  separation.  From  these  two  measurements,  the  far 
field  divergence  of  the  beam  was  calculated  geometrically. 
The  waist  size  could  then  be  calculated  from  Equation  2. 
Application  of  this  method  resulted  in  a  focused  beam 
diameter  of  4.387±0.976ym.  The  calculations  and  error 
analysis  can  be  found  in  Appendix  E. 

References  to  a  given  pulse  energy  setting  in  the 
experiments  described  below,  will  be  followed  by  a  peak 


energy  density  value  in  parenthesis.  The  value  is  based  on 
a  4.4ym  focused  spot  diameter  and  a  27ns  pulsewidth. 


Determination  of  Plasma  Formation 


It  became  clear  with  the  first  few  shots  into  the  test 
cell  filled  with  tap  water,  that  verification  of  plasma 
formation  at  all  energy  levels  could  be  made  without  the 
aid  of  instruments.  Regardless  of  the  size  of  the  plasma, 
the  brightness  was  such  that  it  could  be  seen  with  the 
naked  eye.  The  plasma  formation  was  also  always  accompanied 
by  a  distinctive  "pinging"  sound  believed  to  be  due  to  a 
resonance  of  the  test  cell  caused  by  shock  wave  formation. 


Determination  of  Breakdown  Characteristics 


An  unexpected  question  arose  from  the  test  on  the 
determination  of  the  plasma.  Initially  the  tests  had  been 
planned  with  a  distilled  water  environment  but  a  change  to 
tap  water  was  made  when  plasma  formation  could  only  be 
achieved  on  approximately  25%  of  the  shots  in  distilled 
water  at  maximum  power,  but  on  100%  of  the  shots  in  tap 
water  at  maximum  power.  The  discrepancy  was  attributed  to 
a  higher  absorbing  impurity  concentration  in  the  tap  water 
yielding  a  greater  probability  for  cascade  ionization 
initiation  through  thermally  created  free  electrons. 

In  order  to  determine  a  solution  which  closely  models 
the  breakdown  characteristics  of  the  vitreous,  threshold 
measurements  were  made  on  distilled  water,  tap  water,  and 


balanced  salt  solution  (BSS) ,  and  compared  to  measurements 

made  on  human  and  pig  vitreous. 

No  attempt  will  be  made  to  define  a  precise  threshold 

level  for  the  fluids  where  plasma  formation  will  occur  on 

100%  of  the  laser  shots  because  this  level  was  not  possible 

in  all  the  fluids  with  the  limited  pulse  energy  of  the 

given  system.  The  thrust  of  the  experiment,  then,  is  to 

determine  which  of  the  three  solutions  most  closely  matches 

the  vitreous  with  respect  to  plasma  formation. 

With  the  small  glass  cell  used  as  the  test  container, 

the  following  results  were  obtained. 

In  distilled  water  no  plasma  formed  after  fifty  shots 

fired  at  IHz  with  pulse  energies  up  to  7.89mJ  (1.9xlO^^W/cm^) 

At  the  next  levels  tested,  9.85mJ  (2.40xl0^^W/cm^)  and 
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10.70mJ  (2.6x10  W/cm  )  plasma  formation  in  both  cases 

occurred  on  25%  of  the  shots  for  series  of  50  shots. 

In  the  BSS,  the  percentage  of  plasma  occurence  ranged 

from  5%  at  7.65mJ  (1 .9xlO^^W/cm^)  to  33%  at  10.26mJ 
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(2.5x10  W/cm  ) .  The  plasmas  were  single,  cigar-shaped 

sparks  at  the  lower  power  density.  At  pulse  energies  above 
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9mJ  (2.2x10  W/cm  ) ,  the  plasmas  varied  between  single 
sparks  0.1  to  0.25mm  long,  and  multiple  sparks  of  up  to 
0.75mm. 

In  tap  water,  a  100%  probability  of  plasma  formation 
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was  reached  at  5.7mJ  (1.4x10  W/cm  ),  with  multiple  spark 
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chains  1.5  to  2.0mm  long.  At  10.3mJ  (2.5x10  W/cm  ) ,  spark 
chain  lengths  reached  2.5mm. 


In  both  pig  and  human  vitreous,  and  the  BSS,  plasma 
formation,  for  the  intensities  used,  alternated  randomly 
between  single  and  multiple  sparks,  with  the  spark  chains 
measuring  up  to  1.5mm  long. 

The  results  of  the  breakdown  characteristics 
experiment  are  given  in  Table  II. 

TABLE  II 

Optical  Breakdown  Characteristics  of  Certain  Fluids 

Percentage  of  100  Shots  on  Which  Breakdown  Occurred 


*  Power  density  based  on  a  4.4ym  focused  spot  diameter  and 
a  27ns  pulsewidth. 

-  No  data  obtained. 

Effects  on  Glass  lOL 

The  effects  on  the  glass  lOL  were  conducted  in  two 
parts.  First,  the  gross  effects  were  examined  by  focusing 
the  beam  on  the  lOL  suspended  in  tap  water;  and  second,  an 
investigation  of  the  length  of  the  zone  of  damage  near  the 
plasma  was  performed  by  focusing  the  beam  on  a  target 


behind  the  lOL  and  gradually  moving  the  lOL  toward  the 
target.  The  purpose  of  the  second  experiment  was  to  deter¬ 
mine  the  effects  on  a  glass  lOL  when  focusing  on  the 
posterior  capsule  for  different  lOL-capsule  distances. 

To  examine  the  gross  effects,  the  He-Ne  beam  was 
focused  on  the  lOL  and  a  single  pulse  fired.  The  focus  was 
then  moved  to  a  new  position  on  the  lens  site  and  five  more 
shots  were  fired  at  a  iHz  rate  and  the  damage  viewed  under 
the  microscope. 

12  2 

At  pulse  energies  up  to  9mJ  (2.19x10  W/cm  ),  single 

shot  damage  consisted  of  a  circular  damage  area  70pm  in 

diameter  with  three  to  four  radial  fractures  with  lengths 

up  to  300pm  long.  In  the  seune  energy  range,  multiple  irradi 

ations  of  up  to  15  shots  in  a  single  location  created  damage 

spots  of  approximately  900pm  in  diameter  with  many  radial 

fractures.  Figure  20  illustrates  a  comparison  of  single 
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shot  damage  to  12  shot  damage  for  5.67mJ  (1.38x10  W/cm  ) 

pulses.  Figure  21  illustrates  an  attempt  at  determining 

lOL  damage  for  multiple  laser  shots  focused  at  different 

locations  on  the  lOL.  The  laser  beam  was  focused  at  a 

large  dark  area  in  the  photo  and  the  beam  focus  gradually 

adjusted  along  the  optical  axis  until  the  effects  on  the 

lOL  became  most  violent.  At  that  point,  the  focus  was 

moved  laterally  across  the  lOL,  first  in  one  direction  and 

then  the  other  in  an  unsuccessful  attempt  at  shattering  the 

lens.  The  energy  of  the  pulses  used  to  create  the  damage 
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in  Figure  21  were  9.0mJ  (2.19x10  W/cm  ),  determined  to  be 


Figure  20.  Comparison  of  Single  Shot  to  12  Shot 
Damage  on  Glass  lOL  (Both  damage  areas  lie 
on  horizontal  cross  hair.  Other  dark  areas  are  dirt 
particles).  Magnification  =  42. 5x. 

the  limit  where  multiple  shots  on  the  lOL  would  not  cause 
total  failure. 

Total  failure  is  presented  in  Figure  22  which  shows 
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the  effects  of  three  laser  shots  of  9.7mJ  (2.36x10  K/cm  ) 
pulse  energy  each.  On  the  second  shot  the  lOL  fractured 
into  three  pieces  with  the  lower  right  section  knocked  out 
of  the  lOL  frame  on  the  following  pulse.  Note  that  a 
plastic  lOL  absorbing  10  shots  of  higher  energy  (10.89mJ) , 
sustained  relatively  minor  localized  damage  as  shown  in 
Figure  23. 


Figure  23.  Multishot  Damage  to  Plastic  lOL 
Magnification  *  42. 5x 

An  investigation  of  the  effects  of  the  beam  on  the 

opaque  plastic  frame  of  the  glass  lOL  revealed  its  suscepti 

bility  to  damage.  The  experiment,  conducted  only  with 
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relatively  modest  5.67mJ  (1.38x10  W/cm  )  pulses,  is 
depicted  in  Figure  24.  Figure  24(a)  shows  damage  sustained 
by  the  lens  frame  after  10  shots  to  be  extensive  but  not  so 
extensive  as  to  split  the  frame  in  two.  Figure  24  (b)  shows 
the  fracture  of  the  plastic  mounting  clip  after  five  shots 
of  the  same  energy  as  used  in  Figure  24 (a) . 

The  second  series  of  experiments  on  the  glass  lOL 
consisted  of  focusing  the  beam  through  the  lOL  on  a  fixed 
target  where  the  lOL  and  target  are  immersed  in  tap  water 


Figure  24.  Damage  to  Glass  lOL  Components 
(Magnification  ^  4.25x).  a)  Frame:  Large  black 
area  in  center  indicates  damage  to  frame.  The 
thick  irregular  line  in  the  lower  right  corner 


Figure  24  (Cont.).  indicates  where  a  small 
section  of  the  lOL  has  broken  off;  b)  Mounting 
Clip:  Ragged  edge  in  lower  right  quadrant  resulted 
from  breaking  the  mounting  clip  with  laser  pulses. 

in  the  large,  specialized  test  cell.  The  initial  target- 
lOL  distance  was  1.59mm  and  the  lOL  was  moved  toward  the 
target  in  increments  of  317. 5 ym,  equivalent  to  a  rotation 
of  the  lOL-mount-adjustment  screw.  At  each  interval,  a 
single  shot  was  fired,  after  which,  if  no  damage  was 
detected  through  the  use  of  the  binoculars,  ten  more  shots 
were  fired  at  a  IHz  rate.  If  no  detectable  damage  occured 
at  this  point,  a  final  round  of  ten  shots  was  fired  at  iHz, 
the  lOL  inspected  for  damage,  and  the  process  repeated  at 
the  next  distance  interval. 

The  Nd-YAG  beam  was  focused  on  the  target  in  a  manner 

simulating  that  of  the  ophthalmologist's  use  of  the  system 

to  focus  the  beam  in  the  eye.  First  the  focusing  lens  was 

moved  along  the  optical  axis  until  the  He-Ne  beam  formed 

the  smallest,  brightest  spot  on  the  target  as  viewed 

through  the  lOL.  The  pulse  energy  was  then  set  at  10.89mJ 
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(2.65x10  W/cm  ).  Next,  the  Nd-YAG  focus  was  verified  by 
observing  the  plasma  formation  on  the  surface  of  the 
plastic  target.  The  plasma  remained  attached  to  the 
target,  extending  only  approximately  0.25mm  upstreara  from 
the  target.  Occasionally,  an  isolated  plasma  formed  in  the 
water  between  the  lens  and  the  target  and  seemed  to  be 
initiated  by  the  absorption  of  plastic  particles  ejected 
from  the  plastic  on  the  previous  strike. 


Under  these  conditions  the  experimentation  showed  no 
damage  to  either  glass  or  plastic  implants  until  they  were 


in  contact  with  the  target.  At  that  time,  one  shot  produced 
no  damage  observable  with  the  binoculars  but  three  additional 
shots  fractured  the  lens  and  knocked  the  pieces  from  the 
frame. 

Irradiation  of  the  Eye 

Two  serious  problems  interfered  with  the  acquisition 
of  meaningful  results  from  irradiation  of  pig  and  human 
eyes. 

First,  the  location  of  the  focusing  optics  forced  the 
binoculars  to  be  positioned  such  that  the  angle  with  which 
the  eye  was  viewed  was  too  large.  The  view  of  the  capsule 
and  vitreous  was  blocked  by  the  iris. 

Second,  due  to  the  close  proximity  of  the  focusing 
lens  to  the  eye,  splattered  ocular  tissue  collected  on  the 


VII.  Dxscussion 


The  relatively  wide  range  of  topics  presented  thus 
far,  both  theoretical  and  experimental,  will  be  tied 
together  in  this  chapter.  The  drawbacks  and  limitations  of 
the  experimental  equipment  design,  and  the  experimental 
results  will  be  discussed  with  their  relationships  to  the 
theory  developed  in  Chapters  II-IV.  Finally  a  theoretical 
analysis  on  the  modification  of  the  beam  parameters  to 
optimize  the  system  based  on  the  work  in  all  preceding 
chapters  will  also  be  discussed. 


System  Drawbacks 

The  creation  and  accurate  study  of  spark  plasmas 
inherently  requires  a  high  degree  of  optical  quality  in  the 
components,  and  an  optimization  of  optical  and  mechanical 
design.  When  combined  with  the  precision  and  reliability 
needed  by  the  surgeon,  the  optimization  requirements  are 
even  greater.  Although  attempts  were  constantly  made 
during  the  design  and  construction  phases  to  provide  this 
optimization,  the  design  failed  in  several  respects. 

First,  the  effects  of  primary  spherical  aberration 
were  not  minimized.  Because  the  first  focusing  lens  used, 
the  achromat  doublet  (which  was  almost  perfectly  corrected 
for  spherical  aberration  at  1.06ym),  did  not  withstand  the 
laser  pulses  aimed  through  it,  the  pleuio-convex  lens  system 
was  used.  Recall  that  this  particualr  system  yielded  a  4.9X 
aberration  function  value.  It  is  also  felt  that  the  beam 


expander  used  may  have  contributed  slightly  to  the  system 
aberration  although  no  calculations  were  performed. 

Second,  the  use  of  a  rotating  slide  beeun  attenuator 
created  alignment  problems  at  high  angles  (30^-50**)  through 
the  effects  of  refraction.  The  shift  in  the  beam  was 
minescule  at  the  attenuator  itself  but  the  error  was 
rapidly  amplified  with  propagation  through  the  articulated 
arm — which  requires  that  the  beeun  be  perfectly  centered  at 
each  elbow  mirror.  This  problem  caused  no  inaccuracies  in 
the  results,  however,  because  the  focusing  optics  were 
aligned  each  time  the  attenuator  slide  was  rotated.  At 
most,  the  alignment  problem  created  nothing  more  than  an 
inconvenience . 

Third,  a  serious  drawback  was  set  by  the  limit  on  the 
pulse  energy  available.  Ideally,  the  preferred  pulse 
energy  range  would  be  from  5mJ  to  lOOmJ  in  which  it  is  felt 
lies  the  value  where  plasma  formation  on  100%  of  the  laser 
shots  would  easily  be  attained  in  the  BSS,  vitreous,  and 
distilled  water.  In  that  way,  a  more  accurate  picture  of 
the  breakdown  characteristics  of  these  solutions  would  be 
determined.  The  basic  aspect  of  this  problem,  low  energy 
out  of  the  resonator,  was  aggravated  by  large  losses  from 
the  beam  attenuator  surface  reflection,  copper  mirror 
oxidation  and  beam  expander  absorption  and  reflection,  and 
was  measured  to  be  71.6%. 

Fourth,  the  physical  design  prevented  the  slitlamp 


binoculars  from  being  used  to  view  straight  into  the  back 
of  the  eye. 


For  the  current  project,  the  effects  of  tissue  splatter 
on  the  focusing  optics  already  prevented  experimentation  on 
eyes  so  the  problem  with  the  binoculars  was  not  a  serious 
one.  For  future  projects  using  the  system,  however,  the 
design  should  be  altered  to  allow  viewing  down  the  optical 
axis  into  the  eye. 


Discussion  of  Experimental  Results 


By  extending  the  explosive  threshold  theory  of  gases 
and  solids,  described  in  Chapter  III,  to  liquids,  one  would 
expect  to  observe  in  the  current  system,  the  inability  to 
produce  an  arbitrarily  small  spark  plasma  on  100%  of  the 
laser  shots.  The  reason  for  this  is  that  the  use  of  a 
relatively  long  pulsewidth  and  a  wavelength  in  the  near 
infrared,  forces  the  dominant  ionization  mechanism  to  be 
cascade  ionization.  And,  indeed,  the  explosive  threshold 
was  observed.  At  the  minimum  pulse  energy  which  assured  a 
100%  probability  of  plasma  formation  in  tap  water,  plasma 
lengths  of  up  to  2mm — more  than  180  Rayleigh  ranges — were 
detected. 

The  difference  in  the  threshold  level  between  tap 
water  and  distilled  water  supports  the  theory  of  absorbing 
particulates  supplying  the  priming  electrons  for  cascade 
ionization.  Here,  of  course,  one  assumes  a  greater  concen> 
tration  of  impurities  in  tap  water  than  in  distilled  water. 
This  theory  then  implies  that  the  vitreous  also  has  a 


relatively  low  concentration  of  absorbing  particulates  due 
to  the  similarity  of  its  breakdown  characteristics  with 
distilled  water.  This  implication  runs  counter  to  intuition 
when  one  considers  that  the  vitreous  is  not  a  true  fluid 
but  rather  a  hydrated  gel  composed  of  a  network  of  micro¬ 
scopic  collagen  filaments  (Ref  10:94,  96).  Apparently, 
then,  these  organic  particles  do  not  have  a  sufficient 
absorption  characteristic  to  produce  a  large  number  of 
priming  electrons  under  the  influence  of  the  laser  beam. 

Regardless  of  the  mechanisms  involved  with  the  plasma 
formation  in  the  vitreous,  the  experimentation  demonstrated 
that  a  BSS  and  distilled  water  both  serve  as  adequate 
models  for  simulating  plasma  formation  in  the  vitreous. 

The  observed  breakdown  characteristics  of  the  three  fluids 
were  essentially  equivalent  to  the  degree  of  accuracy  of 
the  measurements.  In  addition,  it  was  demonstrated  that 
for  a  system  of  similar  beam  parameters,  pulse  energies 
greater  than  10.25mJ  are  needed  to  insure  a  100%  probability 

of  plasma  formation. 
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Even  at  power  density  levels  less  than  that  needed  to 
insure  a  100%  probability  of  plasma  formation,  it  takes 
only  tWD  to  three  shots  focused  on  a  glass  lOL  to  shatter 
it.  For  an  implant  mounted  in  the  anterior  chamber  where  a 
finite  space  exists  between  the  lOL  and  the  opacified 
capsule,  and  assuming  a  skillfull  operator  of  the  laser, 
the  capsule  should  be  easily  opened  with  no  deunage  to  the 
lens.  However,  for  an  lOL  mounted  in  the  posterior  chamber 


where  the  capsule  is  in  contact  with  the  implant,  the 
procedure  runs  a  high  risk  of.  shattering  the  implant. 


Investigation  of  Alternate  Beam  Par£uneters 

As  stated  throughout  this  paper,  the  optimal  laser 
system  for  opening  opacified  tissue  in  the  eye  is  one  which 
allows  the  surgeon  accurate  placement  of  the  spark  plasma 
while  depositing  a  minimal  intensity  on  healthy  segments  of 
the  eye. 

Along  these  lines,  then,  the  design  criteria  include 
a)  utilizing  a  wavelength  which  is  at  the  minimvun  of  the 
absorption  curves  for  the  segments  of  the  eye  upstream  of 
the  desired  plasma  location.  This  insures  minimizing  the 
possibility  of  damage  while  maximizing  the  power  transmis¬ 
sion  to  the  focus;  b)  choosing  the  proper  values  of  wave¬ 
length  and  pulsewidth  so  as  to  eliminate  the  explosive 
threshold;  and  c)  maximizing  the  entering  cone  angle  of  the 
beam  for  system  perfectly  corrected  for  primary  spherical 
aberration. 

Table  1  on  page  15  is  used  when  analyzing  criterion 
(a) .  The  values  under  the  "vitreous"  category  indicate  the 
percentage  of  a  beam  incident  on  the  cornea  which  reaches 
the  vitreous  for  various  wavelengths.  The  values  under  the 
"direct"  column  indicate  that  wavelengths  between  600  and 
llOOnm  maximize  direct  transmission  to  the  vitreous;  values 
in  the  "total"  column  indicate  that  wavelengths  between  500 
and  900nm  minimize  the  combined  absorption  of  the  cornea, 
aqueous,  and  lens.  The  difference  is  due  to  the  amount  of 


scattered  radiation  at  each  wavelength.  Note  also  that 
these  values  may  vary  slightly  when  the  human  lens  is 
replaced  by  an  lOL. 

Criterion  (b)  is  much  more  difficult  to  analyze 
theoretically  because  it  involves  extending  the  results  of 
optical  breakdown  in  gases  and  solids  to  that  of  liquids. 
Making  this  extension,  however,  it  appears  that  reducing 
the  wavelength  of  the  incident  radiation  while  at  the  same 
time  reducing  the  pulsewidth  may  partially  or  totally 
eliminate  the  explosive  threshold.  This  occurs,  it  is 
felt,  through  reduction  of  the  dominance  of  cascade  ioniza¬ 
tion  and  enhancement  of  ionization  through  multiphoton 
absorption.  This,  in  combination  with  a  large  input  cone 
angle,  may  enable  one  to  achieve  a  100%  probability  of 
plasma  formation  per  shot  with  an  arbitrarily  small  plasma 
length.  The  possible  drawbacks  of  this  method  are  a  higher 
pulse  power  requirement  to  exceed  the  higher  threshold 
associated  with  multiphoton  absorption  ionization,  and  the 
increasing  risk  of  photochemical  damage  with  decreasing 
wavelength.  A  physical  drawback  lies  in  the  increased  cost 
and  maintenance  problems  associated  with  producing  picosecond 
pulses;  the  system  investigated  in  this  thesis  was  designed 
to  avoid  this  problem. 


VIII.  Recoromendations  and  Conclusions 


The  recommendations  for  future  work  fall  into  two 
categories,  design  changes  and  future  experiments,  and  are 
based  on  the  discussion  of  the  previous  chapter. 

Design  Changes 

The  first  suggested  modification  involves  increasing 
the  distance  between  the  optics  and  the  target  so  that  when 
actual  eyes  are  irradiated  there  will  be  no  splattered 
tissue  material  forming  on  the  optics.  The  cone  angle  into 
the  eye  can  be  held  constant  while  the  distance  is  increased 
by  compensating  with  a  greater  amount  of  beam  expansion. 

A  second  proposed  modification  concerns  the  inability 
to  view  down  the  optical  ax.‘  '  at  the  targets.  A  remedy  for 
this  problem  is  to  perform  the  beam  expansion  and  final 
focusing  in  the  beam's  final  vertical  path  into  the  slitlamp. 
A  final  flat  mirror  at  the  slitlamp,  tilted  at  45®,  can 
direct  the  beam  into  the  target.  The  mirror  should  be 
constructed  of  sapphire  or  fused  silica,  HR  coated  at  1.06ym 
for  100%  reflection,  and  polished  on  the  rear  surface  so  as 
to  be  transparent  to  the  visible.  With  this  design, 
depicted  in  Figure  25,  the  binoculars  can  be  positioned 
behind  the  mirror  and  the  targets  viewed  at  normal  incidence. 
Note  that  with  this  design  the  problem  of  tissue  splatter 
now  affects  the  mirror  and  not  the  focusing  lens. 

A  third  suggested  modification  concerns  the  purchase 
or  construction  of  a  beam  attenuator  which  utilizes  cross 


Figure  25.  Alternate  Design  of  Optical  Interface 


polarizers  as  opposed  to  a  rotating  slide.  This  design 
eliminates  misalignment  of  the  beam  as  it  travels  through 
the  arm.  Placing  the  attenuator  beyond  the  output  of  the 
arm  may  also  reduce  misalignirent  problems. 

A  fourth  modification  involves  the  energy  loss  problem. 
If  at  all  possible,  a  Nd-YAG  or  Nd-Glass  laser  with  a 
higher  peak  energy  in  a  TEMqq  mode  pulse  should  be  used. 
Whether  or  not  this  is  accomplished  the  system  losses 
should  be  reduced  by  either  repolishing  the  copper  mirrors 


and  adding  an  anti-oxidation  coating  (if  such  a  coating 
does  exist) ,  or  replacing  the  copper  mirrors  with  HR  coated 
dielectric  mirrors.  The  current  beam  expander  should  also 
be  replaced  by  one  containing  AR  coated  optics. 

Future  Experimentation 

The  possibility  of  a  system  improvement  through  the 
use  of  shorter  wavelengths  and  pulsewidths  was  discussed  in 
Chapter  VI.  Because  of  the  many  parameters  involved  in 
plasma  formation,  combined  with  the  complex  biological 
nature  of  the  human  eye,  whe  conjecture  of  Chapter  VI  must 
be  accompanied  by  substantial  experimentation.  It  may  turn 
out  that  no  substantial  improvement  is  made  or  the  amount 
of  improvement  is  offset  by  design  complexities  and/or  high 
cost.  An  interesting  experiment  might  be  to  compare  the 
use  of  a  Q-switched  doubled  Nd-YAG  laser  operating  at 
X=530nm  as  a  test  of  the  use  of  a  shorter  wavelength.  The 
use  of  a  cavity  dump  mechanism  yielding  1-lOns  pulsewidths 
could  also  be  studied  to  determine  the  effects  of  a  pulse- 
width  between  that  of  a  Q-switched  system  and  that  of  a 
modelocked  system. 

The  bulk  of  future  testing  should  be  performed  on  eyes 
as  opposed  to  simulated  systems  to  get  a  better  indication 
of  the  effects  of  the  cornea,  aqueous,  and  either  lens  or 
lens  implant  on  plasma  formation  in  the  vitreous.  If  the 
ocular  experiments  use  a  frequency  doubled  Nd-YAG  system  or 
other  systems  with  a  wavelength  in  the  visible  region, 
tests  to  detect  the  presence  of  photochemical  damage  to  the 
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retina  and  human  lens,  if  it  is  present,  should  also  be 
conducted. 

Finally,  one  totally  different  theory  can  be  proposed 
which  may  also  prove  interesting  to  verify  experimentally. 
Because  of  the  opaqueness  of  the  capsule,  its  absorption 
characteristics  may  give  it  a  lower  breakdown  threshold 
than  the  surrounding  vitreous  and  aqueous  humor,  and  the 
lOL.  If  this  is  true,  then  it  is  reasonable  to  assume  that 
a  wavelength/pulsewidth  combination  exists  such  that  the 
focused  spot  has  a  power  density  eU^ove  threshold  in  the 
membrane  but  below  threshold  in  the  surrounding  fluids  and 
lOL.  Thus,  by  focusing  on  the  capsule  instead  of  behind  it 
(toward  the  retina) ,  it  could  be  ruptured  with  little  risk 
of  damage  elsewhere  in  the  eye. 

Conclusions 

A  Q-switched  Nd-YAG  laser  of  pulsewidth  27ns  was  used 
to  investigate  the  rupturing  of  ocular  opacities  through 
the  initiation  of  optical  breakdown  and  creation  of  a  shock 
wave. 

The  laser,  coupled  to  an  ophthalmic  slitlamp  by  an 

articulated  arm,  had  maximum  pulse  energy  of  10.89mJ  at  the 

output  of  the  system,  and  a  focused  spot  dieuneter  of  4.4vm 

in  air.  Combined  with  a  27ns  pulsewidth,  the  peak  energy 

12  2 

density  at  the  focus  in  air  was  2.89x10  W/cm  .  The  laser 
was  fired  mostly  onto  glass  lOL's  suspended  in  water  to 
simulate  the  lOL  being  implanted  in  the  eye. 


The  use  of  a  Q-switched  Nd-YAG  laser  system  to  open 
opacities  in  the  eye  is  a  feasible  system  only  with  the 
following  restrictions:  a)  it  cannot  be  used  to  open 
vitreous  strands  which  may  be  located  anywhere  in  the 
vitreous;  b)  restrictions  on  the  input  cone  angle  of  the 
beeun  limit  focusing  to  a  distance  of  only  4-6mm  behind  the 
posterior  capsule  when  the  human  lens  is  in  place;  and 
c)the  use  of  the  Q-switched  system  to  open  the  posterior 
capsule  with  a  glass  lOL  in  place  is  risky  when  the  capsule 
is  in  contact  with  the  lOL,  but  not  when  the  lOL  is  300 wm 
or  greater  from  the  capsule  and  the  lOL.  If  struck  by  two 
or  three  laser  pulses  of  greater  than  9mJ,  the  glass  lOL 
fails  by  shattering  and  dropping  from  its  frame. 

Finally,  ocular  plasma  formation  studies  would  be  best 
carried  out  with  the  use  of  eyes  as  the  target.  If  this  is 
not  possible,  however,  a  balanced  salt  solution  (BSS)  can 
be  used  to  best  simulate  the  breakdown  characteristics  of 
the  vitreous. 
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APPENDIX  A 


Derivation  of  Validity  Conditions  for 
Geometrical  Beam  Approximations* 

For  the  system  of  Figure  10,  the  distance  can  be 
found  as  follows.  Extend  the  system  matrix  to  include 
the  translation,  i.e. 


M-P  'lir* 

0  ijLc  dJ  L  C  D  J 


Then  at  the  geometric  ray  vector  is 


•H 

■’'i 

(A+Cz£)  Yj+  (B+Dz^)Vj 

[A-2] 

CYj^+DVj 

At  the  geometries  focus,  therefore 


(A+Cz')Yj+  (B+bz^)  Vj»0 

-  (AY, +BV, ) 
z  ^ 

^  (CYj+DVj) 


[A-31 


After  the  far  field  assumption  is  made,  the  following 
substitutions  can  be  made.  Vj^*v^  (l)B-e2  end  Y^>w^.  The 
sULnus  sign  preceding  e  is  due  to  the  sign  convention 


*The  notations  and  sign  conventions  used  in  this  matrix 
optics  analysis  can  be  found  in  Reference  32. 


adopted  for  V^:  for  a  converging  beam,  Vj^<0.  With  these 


substitutions  made. 


-A(W^/0j)+B  A(Wj/0j)-B 

-C(Wj^/0j)+D  -C(Wj/0j)+D 


[A-41 


For  the  Gaussian  beam,  the  input  to  the  system  is  a 
distance  -z^  from  the  waist  of  the  input  be£un  and  the 
output  plane  is  at  a  distance  from  the  waist  of  the 
output  beam.  From  the  ABCD  law  of  Gaussian  optics. 


-z,+jz, 


A(-2j+jZjjj)+B 

C  {-z,+jZp,  )+D 


[A-5] 


which  is  Equation  6  on  page  42. 

By  solving  for  the  real  part,  E<3uation  A-6  is 

obtained 


-(Azj-B)  (-CZj+D)+ZjjJac 
(-CZj^+D)2+Zj^Jc* 


lA-6] 


(  AZj-B)  (-CZj+D)-Zj^JaC 
(-CZj+D)  (-CZj-rD)+Zj^JC* 


lA-7] 


By  definition  (Ref  25:32) 

from  which  the  value  for  z,  given  in  Equation  8,  is  foiind. 

With  the  far  field  approximation, 

Zj^|<<z^  where  is  the  spotsize  of  the  input  beam  waist, 

-AC  (Zj*+Zjj|)+BCZj-BD+AD2j^ 

^  C*  (Zj^+Zjj|)-2CDZj^+D* 

-ACZj^  *+BCZj-BD+ADz  j 
C^Zj^*-2CDZj+D* 

(AZj^-B)  (-CZj^+D) 

(-CZj+D) * 

AZj-B 

(-CZj+D) 

A(w,/e,)-B 

»  - i— i -  lA-91 

-C(Wj/0j)+D 

The  equality  of  the  results  of  Equations  [A-4]  and 


[A-9]  demonstrates  the  validity  of  the  far  field  assumption. 


APPENDIX  B 


Derivation  of  the  Retinal  Spotsize  iidien 


Focusine  Behind  the  Posterior  Capsule 


The  use  of  geometrical  optics  with  the  far  field 
assumption  described  in  Chapter  IV  and  Appendix  A  will 
again  be  used  to  find  an  approximate  value  for  the  retinal 
spotsize  when  focusing  at  a  distance  d  behind  the  posterior 
capsule.  The  value  will  be  based  on  the  geometrical  cone 
angle  in  the  vitreous  behind  the  focus. 

The  matrix  M2  (where  lengths  are  give  in  mm)  on  page 
44 f  yields  the  following  system  of  equations 


¥2= (0 . 7275-0 . 04655d)yQ+ (5 . 944+0 . 6531d)VQ  lB-1] 


V2—0 . 06191Yq+0 .8687Vq 


Since  the  ray  travels  in  a  homogeneous  medium  from  the 
focus  to  the  retina,  the  cone  angles  are  identical  for 
all  the  values  of  d  used.  Picking  d»0,  tdiich  is  at  the 
focus. 


¥2-0-0 . 7275¥q+5 . 944V^j 


[B-21 


¥^— 8.17V.. 


^*1 


IB-31 


and  wbstituting  into  Eqtuation  [B-1]  gives 


V2-1.3745Vq-1.3745(Vq/1) 

»1.3745v« 


wikere  the  maximum  values  of  v^  for  a  given  d  were  graphed 
in  Figure  12  on  page  46. 

Because  the  capsule-retina  distance  is  14.35mm,  the 
retinal  spotsize  can  be  given  by 


tf»(14.35-d)tan{v2l 
» (14 . 35-d)  tan[|  V2 1  /1 . 3^ 
-(14.35-d)tan(1.033lvQ|) 


IB-4] 


C0 


where  the  index  of  the  vitreous  «  1.33  is  used. 

Using  the  values  of  v^  from  Figure  12  and  Equation 
(B-4]  the  graph  of  Figure  13  results.  Note  that  although 
values  of  d  from  0  to  14.35mm  are  graphed,  the  far  field 
assumption  begins  to  break  down  after  only  5  or  6mm  tidien 
the  maximum#  input,  full  cone  angle  is  forced  below  10** 
due  to  the  effects  of  the  iris.  The  breakdown  of  the 
assunqption  is  of  no  cmsequence,  however,  because  focusing 
closer  and  closer  to  the  retina  also  forces  a  large  increase 
in  focused  spotsize  and  Rayleigh  range,  and  would,  therefore, 
not  be  attMpted. 
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Aberration  Function  Calculation 


Because  the  two  plano-convex  focusing  lenses  were  in 
contact,  although  not  across  an  entire  face,  it  was  assumed 
that  the  spherical  aberration  function,  ♦  would  equal  the  sum 
of  the  two  individual  functions,  and  ^2  where  corre¬ 
sponds  to  the  lens  whose  flat  surface  faces  the  incident 
beam.  The  ^  values,  given  by  (Ref  31:147),  are 


$.=G. (D/2) “ 
2.  i 


ID-1] 


where  D  is  the  diameter  of  the  beam  incident  on  ^he  lens — 
of  focal  length  f  and  index  of  refraction  n — and 


V32f»n?n-1) 

(3n+2)  (n-1)  (p^2j+^^ 


The  values  of  p^  and  are  based  on  the  shape  of  the 
lens  and  are  given  in  this  case  by  q^^®-!,  q2“l  Pl*P2""^' 
Substituting  these  values  into  Equation  [D-2]  with  fsBcm, 
and  nsl.507,  and  summing  and  G2  yields 


Gj+G2»1/ (32f ® (  0.764  )) [13.834+0+6.612+6.75] 

-  2.173x10*  ID-3] 


95 


Therefore,  for  D=1.4cm  and  X=1.06xlw 

♦=(G^+G2) (D/2)- 
=(2.173x10®) (2.4x10"®) 
=5.214x10"® 


APPENDIX  E 


Focused  Spots ize  Measurement 

Figure  E-1  below  illustrates  the  procedure  used  to 
determine  the  focused  spotsize. 


Figure  E-1.  Focused  Spotsize  Measurement 


A  ribbon  of  width  2a=0.86mm±.01mffl  was  placed  first 
at  point  z^,  well  into  the  far  field  (approximately  5mm 
from  the  focus).  The  minimum  charge  reading  made  when  the 
ribbon  was  located  in  the  beam  center  was  Cj^j^»1.45xl0'‘’i 
3. 13xl0“''Coul.  The  charge  reading  is  a  direct  reading  from 
the  EG&G  580  radiometer  and  is  proportional  to  the  peak 
power.  The  constant  factors  needed  to  convert  to  power  will 
cancel  in  the  equations  to  follow. 

The  charge  read  at  with  no  ribbon  in  place  was 
C,»1.90xl0“® ±3.19xlO"^^C. 
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similarly,  at  values  measured  were 

3.20xl0““C  and  Cj^l. 90xl0“*C±3.19xl0“^^C.  The  value  of 
I Z2-Z2 |^6.35mm±.03mm.  The  calculation  of  the  focused  spot- 
size  proceeds  as  follows: 


POWER 


P°WE«incident  ^i 


!erfc  (x^)=l-erf  (x^)  [E-1] 


where  erf  is  the  error  function,  whose  values  are  found  in 
most  books  of  mathematical  tables.  Thus, 


erf  (Xi)=l-(C^/Ci) 


[E-2] 


x^*a  /2/w^-*“W^=a  /?/x^ 


[E-3] 


With  the  spotsizes  (w^^)  at  z^  and  Z2  found,  the  far  field 
divergence , 


0»tan"^  ( (W2-Wj)/  (z2-2i)  )»A/  (irw^)  [E-4] 


Wn*X/(we) 


[E-51 


The  results  ox  these  calculations  when  numerical  values 
have  been  applied,  are  given  in  Chapter  V.  The  remainder  of 
this  Appendix  will  present  the  associated  error  analysis, 
conducted  by  propagating  the  standard  deviations  (S)  of 
all  measurements  through  the  calculations. 


e2  ^  .aerf.  %2  .  ,aerf.  ^^2 

**erf.  ‘ac  ®Cmi  'aC.  ' 

1  ml  1 


=  (1/C?)S*  -  +  (0^  ./c!^)s^. 
'  '  i'  Cmi  mi'  1'  Cl 
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Therefore, 


=4.4606x10““  and  =3.2581x10"“ 


A  linear  interpolation  was  used  on  the  table  of  erf(x) 
to  find  X.  from  a 'given  erf(x.).  Because  the  correlation 

Ja  A 

coefficient  associated  with  five  points  near  the  points 
of  interest  in  the  table  is  0.999997,  the  linear  interpo¬ 
lation  induces  little  error.  It  is  therefore  assuir.ed  that 
the  relative  error 


S®  -  S® 

erf  _  ^ 

erf®(x,)  X® 


Then,  using  Equation  [E-31 


®ii“  *sj;+  (/5a/xJ)*S^ 


giving  3812x10“ *inm*  and 

define  Q«W2-w,  so  that  e*tan“^ (Q/ (z^-Zj) )=tan“^ 
Then 


S 


2=s*  - 

Q  ^w2 


and 


(ft 


H-  <l5>  Vo  '®lz 


v<ii4r> 


with  numerical  values  of 


S*«4.9843xl0"*iMn* 

S2=l. 179x10" ’rad* 
0 


Finally  using 


s’q-I (1/ (we) ) *sj+ (-1/ (we*) ) *sjl 
-2. 3793x10" ^mm* 


100 


*  •  t  •  ■  -■•j'  •  ’  * 
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.  Now, 

(Q/AZ). 

[E-9] 
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